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ABSTRACT 


The  objective  of  Project  30.5  was  to  provide  instrumentation,  electronic  and  self-recording, 
for  obtaining  air-blast  and  ground-shock  loading  and  response  of  the  structures  employed  by  the 
various  structures  projects.  Included  was  installation  of  transducers,  recording  of  transducer 
signals,  and  presentation  of  the  recordings  as  linearized  tim"  dependent  plots  of  the  measured 
variable  in  the  specified  appropriate  units.  A  total  of  127  recording  channels  was  utilized;  of 
these  channels,  75  were  used  for  electronic  recording  on  magnetic  tape,  37  were  used  for  self- 
recording  time -dependent  gauges,  and  15  were  peak-indicating  gauges. 

A  basic  description  of  the  instrumentation  employed  by  tite  Ballistic  Research  Laborato¬ 
ries  in  taking  the  structural  measurements  for  Projects  30.1,  30.2,  30.3,  31.4,  and  31.5  is  given. 
Self-recording  gauges  for  measuring  peak  pressures,  pressures  vs.  time,  dynamic  pressures 
vs.  time,  and  displacement  vs.  time  are  described;  electronic  gauges  for  obtaining  time- 
dependent  records  of  pressure,  d3mamic  pressure,  acceleration,  displacement,  and  earth 
pressure  are  described. 

For  each  type  gauge,  details  are  given  on  the  recording  mechanism,  transducer  element, 
gauge  mount,  calibration,  and  data  presentation.  A  plot  of  the  field  layout  is  also  shown. 

A  tabulation  indicating  the  general  success  of  the  instrumentation  recording  operations  and 
a  discussion  of  anomalies  is  presented.  Finally,  recomiiendations  for  more  effective  instru¬ 
mentation  practices  are  given. 


PREFACE 


Project  30.5  was  Instluted  solely  as  an  instrumentation  service  to  various  Armed  Forces 
Special  Weapons  Project  (AI'SWP)  and  Federal  Civil  Defense  Administration  (FCDA)  structures 
deslgr.  agencies.  Originally,  no  formal  project  was  organized  for  this  purpose,  but,  because  the 
Ballistic  Research  Laboratories  (BRL)  electronic  instrumentation  is  packaited  in  units  of  20 
recording  channels  each  and  must  be  protected  by  expensive  blast  shelters,  it  was  apparent  thtl 
efficient  operation  would  often  demand  a  sharing  of  facilities  among  the  various  agencies  to  be 
served  by  BRL  instrumentation. 

To  minimize  the  complexltieo  of  the  administrative  and  financial  accountability  that  would 
occur  if  such  an  effort  were  not  consolidated,  a  Memorandum  of  Understanding  (Appendix  A) 
between  Field  Command,  AFSWP;  FCDA;  CETG;  and  BRL  established  a  combined  project 
(3.7/30.5)  to  accomplish  structures  instrumentation  for  the  various  AFSWP  and  FCDA  agen¬ 
cies.  The  duality  of  the  assigned  project  number  is  a  consequence  of  the  projects  being  jointly 
supported  by  AFSWP  and  FCDA.  All  AFSWP  funding  was  to  Project  3,7;  whereas  FCDA  funding 
was  to  Project  30,5.  Support  of  Project  3.7/30.5  was  in  proportion  to  the  numl»er  of  instrumen¬ 
tation  channels  supplied  to  each  organization,  the  AFSWP  share  being  60  per  cent  and  the  FCDA 
share  being  40  per  cent. 

This  is  a  complete  and  detailed  report  on  the  Project  30.5  portion  of  the  BRL  instrumenta¬ 
tion  effort. 


ACKNOWLEDGMENTS 


Grateful  acknowledgment  is  extended  to  E.  J.  Bryant,  Project  Officer,  Project  1,1,  for  his 
assistance  and  co<)peratlon.  Appreciation  is  also  extended  to  Hal  Jennings,  Director  of  Program 
30,  and  J.  Roembke,  Director  of  Program  31.  whose  cooperation  and  co.orui nation  proved  verv 
helpful. 


CONTENTS  (Conlinutd) 


2.4.4  Pftak-pr«88ure  Gauges . 22 

2.4.5  Electronic  Preaeure  Gauges . *  ■  *  22 

2.4.6  Electrotiic  Dynamic -pressure  Gauges . 22 

2.4.7  Accelerometers . 22 

2.4.8  Earth-pressure  Gauges . 22 

2.5  Calibration . 22 

2.5.1  Self-recording  Pressure  Gauges . 22 

2.5.2  Self-recortJUng  Dynamic-pressure  Gauges . 23 

2.5.3  Peak-pressure  Gauges . 23 

2.5.4  Electronic  Displacement  Gaugeu . 23 

2.5.5  Electronic  Pressure  Gaugeu . 24 

2.5.6  Electronic  Dynamic -pressure  Gauges . 24 

2.5.7  Accelerometers . 24 

2.5.8  Earth-pressure  Gauges .  24 

2.6  Data  Presentation  . . 24 

2.6.1  Self-recording  Gauges  24 

2.6.2  Electronic  Gauges . 24 

2.6.3  Final  Data  Presentation . 25 

2.7  Instrumentation  Requlremente . 25 

2.8  FieJd  Layout . -25 

CHAPTER  S  RESULTS  AND  DISCUSSION . 52 

3.1  Accepubillty  cf  Data . 52 

3.2  Anomalies  and  Their  Treatment . 52 

CHAPTER  4  CONCLUSIONS  AND  RECOMMENDATiONS . 56 

4.1  Gauge  Improvements . 56 

4.2  Recorder  Improvements . 56 

4.3  Schedule  Improvements  . . 56 

APPENDIX  A  MEMORANDUM  OF  UNDERSTANDING  REGARDING 

INSTRUMENTATION  OF  STRUCTURF? . 57 

APPENDIX  B  RECORDS . 61 


lUUSTRATiONS 


CHAPTER  2  OPERATIONS 

2.1  Pressure-Time  Gauge  Enclosed  in  Casing .  .  . . 27 

2.2  Pressure -Time  Gauge  Recording  Mechanism .  27 

2.3  Disk  Drive  Motor  lor  Sell' lecurding  Gauge . 28 

2.4  Fully  Assrmbied  Dynamic -pressure  Gauge . 29 

2.5  Hollowed-out  Portion  of  Dynamic  -pressure  Gauge  Nose  Section  .29 

2.6  Dynamic -pressure  Gauge  Pcnver  Supply  and  Initiator  Chassis  .30 

2.7  Peak. -pressure  Gauge  . . .11 

2.8  Peak-displacement  Gauge  .  31 

2.9  Referenced  Phase -modulated  Recorder  Circuitry . 32 

2.10  Voltage  Relations  in  Referenced  Phase -modulated  Keccider  .33 

2.11  Circuitry  of  Playback  Unit  for  Referenced  Phase -nuxlulated 

Records  .34 

2.12  External  View  of  Blast  Shelter . 35 


8 


CONTENTS 


abstract 

PREFACE 

acknowledgments 

CHAPTER  1  introduction. 

1.1  Objective  .... 

1.2  Background  ... 

CHAPTER  2  OPERATIONS  .... 

2.1  Self-recording  Gauges 

2.1.1  Physical  Configuration  of  Pressure -Time  Gauee 

2.1.2  Disks 

2.1.3  Drive  Motor  .... 

2.1.4  Initiators  ... 

2.1.5  Sta’  -up  Time.  ... 

2.1.0  Hard-* Ire  Initiation 

2.1.7  Physical  Configuration  of  Dynamic-pressure  Gau« 

2.1.8  Peak-pressure  Gauges 

2.1.9  Peak-displacement  Gauge 

2.2  Electronic  Recording  Gauges 

2.2.1  Recording  Mechanism 

2.2.2  i'layback. 

2.2.3  Electrical  Calibration  Steps 

2.2.4  Data  Presentation  ... 

2.2.5  System  Deialls 

2.2.6  Plast  Shelters . 

2.2.7  'nltlatlon.  .  , 

2.3  Transducets 

2.3.1  Self-recording  Pressure  Element 

2.3.2  Electrtmic  Displacement  Traniiduccr 

2.3.3  Pressure  Transducers 

2.3.4  Electronic  Dvnamlc -pressure  Isuge 

2.3.5  Accelerometers 

2.3.6  Earth-pressure  Gauges 

2.4  Gauge  M^xints 

2.4.1  Self-recording  Pressure  Gauges 

2.4.2  ^If -recording  Dynamic -pressure  Gauges 

2.4.3  i'lectronlc  DeflecMon  Gauges 


ILLUSTRATIONS  (Continued) 


2.13  Recording  Equipment  Installed  In  Shelter . 35 

2.14  Self-recording  Gauge  Pressure  Element . 30 

2.15  Large -displacement  Gauge . 37 

2.16  Small -displacement  Gauge . 37 

2.17  Special  Displacement  Gauge,  Project  30.2  (Bending  of  Door)  ....  33 

2.18  Special  Displacement  Gau^e,  Project  30.2  (Movement  of  Door)  ....  38 

2.19  Special  Displacement  Gaugt,  Project  31.5 . 39 

2.20  Wlancko  Pressure  Gauge  .  38 

2.21  Schematic  Drawing  of  Pressure-gauge  Configuratlr  . . 40 

2.22  Sandia  Dynamic -pressure  Gauge . 40 

2.23  Wiancko  Accelerometer . 41 

2. ?4  Schematic  B.'^wlng  of  Accelerometer  Spring  Mechanism . 41 

2.25  Wlancko-C.irlson  Earth-pressure  Gauge  ........  42 

2.26  Cutaway  Photograph  of  Earth-pressure  Gauge  Se.nsing  Mechaoism  .  -42 

2.27  Installation  of  Pressure-Time  Gauge  Using  Caat-in  Mount  ....  43 

2.28  Complete  Surface  Installation  of  Pressure-Time  Gauge  .....  43 

2.28  Pressure-Time  Gauge  M'Junted  for  Fill-tiirc  Measurement  ....  44 

2.30  Mount  for  3-ft  Self-recording  Dynamic -pressure  Gauge . 44 

2.31  DHL  Dynamic  -pressure  Gauge  Adapted  to  Standard  AFSWP  Mount  ...  45 

2.32  Typical  Installation  of  BRL  Displacement  Gauges  ......  45 

2.33  Typical  Installation  of  Wiancko  Pressure  Gauges . 46 

2.34  Sandia  Dynamic -pressure  Gauge  on  Standard  AFSWP  (Sandia/ 

Mount . 46 

2.35  Typical  Curve  of  Pressure  vs.  Displacement  of  Self-recording 

Gauge  Capsule . 47 

2.36  Angular  Displacement  vs.  Time  of  Self-recording  Gauge  Motor  >  .  48 

2.37  Small -displacement  Gauge  Calibration . 49 

2.38  Tyialcal  Calibration  of  Wia.ncko  Pressure  Gauges  ......  49 

2.3S  Calibration  oi  Accelerometer . 50 

2.40  Calibration  of  Earth-pressure  Gauge  50 

2.41  Field  layout  51 


APPENDIX  B  RECORDS 

B.I  Acceleration  Time  Record,  Gauge  A27V,  Stations  SO  1  l.OI  .82 

B  2  Cherprecsure-Tlme  Record.  Gauge  P3,  Stations  30  2  2,00  .63 

B.3  Presaure-Ttme  Record,  Gauge  E7,  Stations  30  2  2.00  64 

B  4  Displacement  Time  Record.  Gauge  D«,  Stations  30  2  2  00  35 

B5  D'splacement- Time  Record.  Gauge  Dl.  Stations  31  5  7  05  68 

^  "  C  rprcasuri  -  r.  ne  Ke.oivis.  Gauges  Uutside  3U  2  2  00  and  30  3  3.03  87 

H  7  Overpressure- Ti-nc  Records.  Gauges  Outside  Stations  31  <  9  Oi  6  03  38 

B  8  Overpressure -Time  Records,  Gauges  Ins'.de  Valves,  Stations 

31.5  7  02  7  06  7  07  7.08 

B  9  Overpressure  Time  Records,  Gauges  Outside  Valves.  tRatlcma 

31.5  7,05  7.06  7,08 

B  10  Overpres«uie  P.me  Records,  SP  Gauges  Inside  Stations 

31.5  7  07  7,08 


B.I’  Gauge  i *x‘aMons  fur  Stations  30.1  1. 01  1.02  1.03  ...  ,  .  72 

B.12  Gauge  Uicati<>ns  (i-r  Sirurture  30  2  2,00  .  ,  .  .  .  7S 

B.I 3  Gauge  lx)catti.r.«  tor  Stations  30,3  ,i  ui  3.03  3.  )3 . 74 

B.14  Gauge  lAvcatto  .s  for  Project  31.5  Structures  ......  75 


9 


TABLES 


CHAPTER  2  OPERATIONS 

2.1  Structures  and  Imitrumentatiot . 26 

CHAPTERS  RESULTS  AND  DISCUSSION 

3.1  Classification  of  Data . 53 


10 


Chapter  1 

INTRODUCTION 


Among  the  various  damaging  aspects  of  a  nuclear  detonation,  air  blast  is  one  of  the  sub¬ 
jects  studied.  Two  approaches  to  such  a  study  are  necessary,  one  being  an  investigation  of  the 
characteristics  of  blast  waves  under  various  specified  conditions  and  the  other  being  an  investi¬ 
gation  of  the  effect  of  a  given  blast  wave  on  various  structures  or  structural  components.  This 
report  is  a  discussion  of  the  measurement  techniques  and  procedures  used  by  the  Ballistic  Re¬ 
search  Laboratories  (BRL)  to  enable  the  investigation  of  the  loading  or  response,  or  both,  of 
structural  designs  of  several  FCDA  projects  on  Operation  Plumbbob. 

1.1  OBJECTIVE 

The  objective  of  the  project  was  to  provide  instrumentation,  electronic  and  self-recording, 
to  obtain  air-blast  and  ground-shock  loading  and  response  of  structures  for  the  various  struc¬ 
tures  projects  in  the  Civil  Effects  Test  Group  Programs  30  and  31. 

The  scope  of  the  program  included  installatU  n  of  transducers,  recording  of  transducer 
signals,  and  presentation  of  the  recordings  as  linaarized  time -dependent  plots  of  the  measured 
variable  in  the  specified  appropriate  units.  Measurements  were  obtained  using  both  self- 
contained  direct-recordir  V  units  and  remote -recording  magnetic-tape  units.  A  total  of  127 
recording  channels  was  supplied;  of  these,  75  were  magnetic  tape,  37  were  time -dependent 
self-recording,  and  15  were  peak-indicating. 

1.2  BACKGROUND 

The  history  of  BRL  participation  in  nuclear  testing  extends  from  Operation  Sandstone. 
During  that  operation  mechanical  self-recoidine  and  peak-indicating  gauges  were  used,  but, 
beginning  with  Operation  Greenliouse,  various  systems  of  electronic  recording  have  been 
utilized.  All  measurements  taken  by  BRL  previous  to  Operation  Upshot -Knothole  (l.e..  Opera¬ 
tions  Sandstone,  Greenhouse,  Buster-Jangle,  and  Tumbler -Snapper)  v/ere  free-field  measure¬ 
ments  concerned  with  blast-wave  characteristics.  For  Operation  Upshot-Knothole,  however, 
BRJ,  obtained  and  rebuilt  the  Webstei  -Chicago  magnetic-tape  recording  equipment  used  by 
Sandla  Corporation  during  Operation  Greenhouse.  Extensive  structures  -Instrumentation  prog¬ 
ress  resulted  from  the  use  of  this  equipment.'  Before  Operations  Teapot  and  Redwing,  further 
improvements  In  this  equipment  were  made,  and  (hiring  those  operations  the  equipment  was 
used  for  both  structures  meanuremerts  and  free-field  measu!  iments.  During  Operation  Tea¬ 
pot,  several  standard  commercial  recording  oscillograph  unite,  were  also  used  for  recording 
data  similar  to  that  recorded  on  the  Webster -Chicago  equipment;  however,  these  units  did  not 
prove  to  be  as  rugged,  reliable,  or  versatile  as  the  modified  Webster -Chicago  recorders. 

Each  Webster -Chicago  electronic  unit  records  20  channels  of  information  on  a  magnetic 
tape  35  mm  wide.  To  each  channel  a  phase -modulated  information  signal  and  a  reference  slg- 
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nal  are  supplied.  Phase  modulation  is  obtained  by  combining  the  3750  cycle/sec  amplitude- 
mcxhiHted  output  signal  from  the  gauge  with  another  signal  of  3150  cycles/sec  but  wO  deg  dif¬ 
ferent  In  phase.  The  reference  signal  (7500  cycles/sec)  is  mixed  with  the  information  signal, 
and  the  two  are  amplified  and  recorded  simultaneously  on  the  same  magnetic  track.  Thus  the 
reference  signal  is  subjected  to  exactly  the  variations  in  amplification  or  tape  characteristics 
experienced  by  the  information  signal,  and  their  relative  phase  Is  maintained  unchanged.  In  ad¬ 
dition,  an  Edgerton,  Germeshausen  &  Grier,  Inc.  (EGLG)  Blue  Box  was  used  to  produce  a  sharp 
amplitude-modulated  zero-time  marker,  which  was  recorded  on  one  magnetic  track  set  aside 
for  that  purpose. 

The  payback  system  later  recovers  the  information  from  the  magnetic  tape  by  separating 
the  reference  and  the  information  signals  and  appl}ring  them  to  a  phase  discriminator  that  pro¬ 
duces  an  output  voltage  proportional  In  magnitude  to  the  tangent*  of  the  measured  variable. 
Also,  timing  pulses  are  derived  from  the  7500  cycle/sec  reference  signal.  The  signal,  the  tim¬ 
ing  pulses,  and  the  zero-time  marker  are  then  recorded  on  an  oscillographic  recorder  to  pro¬ 
duce  a  final  record. 

During  the  operations  prior  to  Upshot-Knothole,  the  disadvantages  of  electronic  Instru¬ 
mentation  for  field  work  became  apparent.  Such  systems  were  expensive,  cumbersome  to  in¬ 
stall,  time-consuming  to  adjust,  and  often  highly  sensitive  to  adverse  conditions  normally  en¬ 
countered  In  field  work.  The  desire  for  a  more  adaptable  system  led  to  several  designs  for 
completely  self-contained  mechanical  gauges  capable  of  recording  pressure  as  a  function  of 
time  for  use  during  Operation  Upshot-Knothole.  The  success  of  these  gauges  then  prompted 
the  design  of  standard  models  of  a  self-recording  overpressure -time  gauge  and  a  dyna,aic 
pressure  -  time  gauge . 

In  these,  a  precisely  governed  battery-operated  motor  rotates  an  aluminized  glass  disk.  A 
stylus  attached  to  a  compact  metal  bellows  element  traces  on  the  rotating  disk  a  record  of  the 
dilations  of  the  bellows  as  they  are  subjected  to  the  pressures  of  the  blast  wave.  In  this  way  a 
time -dependent  record  of  the  blast  pressure  is  impressed  on  the  disk.  The  motor  is  set  in  op¬ 
eration  by  a  signal  received  from  a  thermal-  or  photo-lnitlatlon  circuit  or  remotely  by  wire 
from  timing  relays.  Gauges,  the  essentials  of  which  are  described  above,  were  used  with  great 
success  during  Operation  Castle.  Since  then,  the  gauges  have  been  refined  in  many  minor,  but 
importa.it,  aspects;  they  have  been  used  with  continuing  success  under  a  wide  range  of  condi¬ 
tions  during  Operations  Teapot  and  Redwing.  Because  of  their  relatively  low  cost,  they  may  be 
used  in  larger  quantities,  as  required  in  the  field  wherever  anomalies  are  to  be  expected.  Also, 
because  of  their  ease  of  installation,  ruggedness,  and  versatility,  they  may  be  reused  on  con¬ 
secutive  shots  and  rapidly  adapted  to  changeable  field  schedules. 

Howewr,  there  are  certain  Instrumentation  measurements  for  which  a  better  time  resolu¬ 
tion  Is  required  than  can  be  provided  by  the  self-recording  gauges.  In  such  cases  electronic 
recording  instrumentation  must  be  utilized. 

Extensii^e  use  was  made  of  both  electronic  and  self-recording  gauges  In  this  structures- 
instrumentatlon  effort. 


REFEPENCE 

1.  J.  J.  Meszaros  and  J.  I.  Randall,  Project  3.28.1,  Operation  Upshot -Knothole  Report 
WT-738,  June  1953. 


♦Operation  is  normally  in  the  linear  portion  of  the  cur  e  of  «  vs.  (an  (where  4>  is  the 
measured  variable);  thus  output  is  directly  proportional  to  the  measured  variable. 


12 


chapter  2 
OPERATIONS 


The  instrumentation  systems  used  in  Operation  Plunrbbob  were  of  two  general  types;  elec¬ 
tronic  recording  and  self-recording.  Both  types  were  used  to  obtain  a  vsu*iety  of  required 
measurements  for  the  \'arious  strictures  projects.  Explicit  and  detailed  coverage  of  the  two 
recording  systems  is  presented  in  the  following  order:  (1)  self-recording  gauges;  (2)  electronic 
recording  gauges;  (3)  transducers;  (4)  gauge  mounts;  (5)  calibration;  and  (6)  data  presentation. 

2.1  SELF-RECORDING  GAUGES 

2.1.1  Physical  Configuration  of  Pressuie-Tlme  Gauge 

The  recording  mechanism  for  the  pressure-time  gauges  was  enclosed  in  a  heavy  airtight 
c:ise  (Fig.  2.1),  the  top  of  which  acted  as  a  baffle  plate.  Roles  were  drilled  in  each  baffle  plate 
for  housing  the  photocell  and  the  thermal-initiator  plunger.  Holes  were  drilled  also  to  allow 
the  blast  pressure  to  reanh  the  recording  capsule  and  for  the  gauge  arming  screw.  The  pres¬ 
sure  hole  was  covered  by  a  small  screen  to  prevent  the  entrance  of  dirt  and  to  assist  in  damp¬ 
ing  capsule  oscillationfl.  The  recording  capsule  was  mounted  on  the  inrer  side  of  the  baffle 
plate;  near  it,  on  the  same  side,  was  welded  a  short  length  of  channel  iron,  which  served  as  a 
chassis  for  the  turntable  assembly  and  initiation  circuits  (Fig.  2.2).  The  turntable  assembly 
consisted  of  the  motor,  shaft,  angular -contact  ball  bearings,  and  dura)  birntable.  Also  attached 
to  the  chassis  was  a  star-cam  counter,  which  limited  the  rotations  of  the  turntable  to  a  pre¬ 
determined  number. 

The  entire  design  of  the  rncording  mechanism  was  such  as  to  reduce  Its  sensitivity  to  ac¬ 
celeration.  The  use  of  the  angular -contact  bearings  in  the  turntable  assembly  allowed  the  shaft 
to  be  secured  against  either  axial  or  transverse  motion,  and  the  use  of  chiral  in  the  turntable 
and  shaft  reduced  the  dlstoi  ting  forces  in  these  members. 

Drop  tests  and  shake-table  tests  showed  satisfactory  operation  of  the  gauge  at  50  g.  in  that 
latching  relays  did  not  release,  motor  speed  was  essentially  unaffected,  and  turntable  vibration 
was  acceptably  low.  At  higher  accelerations,  up  to  80  g,  motor  speed  varied  up  to  5  per  cent, 
and  often  the  glass  recording  disks  broke. 

2.1.2  Disks 

The  haf'ic  recording  medium  of  the  self-recording  equipment  was  an  aluminized  glass  disk 
or  plate  on  which  a  of  the  motion  of  a  mechanical  transducer  element  was  scratched  by 
an  osmium-tipiied  stylus.  With  accurate  regulation  of  the  manufacturing  process  by  which  the 
glass  disk  or  p  ate  was  given  Its  aluminum  coating  and  with  careful  control  of  the  recording- 
stylus  pressure,  t  -ace  widths  of  less  than  a  thousandth  of  an  Inch  could  be  obtained. 

Two  types  of  self-recording  gauges  were  used;  one  utilized  a  stationary  aluminized  glass 
plate  to  record  *he  maximum  excursions  of  the  sensi-rg  element;  the  other  utilized  a  rotating 
glass  disk  to  obtain  a  time -dependent  record  of  the  motion  of  the  sensing  element. 


2.1.3  Drl-.c  Motor 


The  drive  motor  that  turned  the  disk  (Fig.  2.3),  was  an  A.  W.  Hayden  Company  model 
A-56i5  "chronometrlcally  governed”  d-c  electric  motor.  It  used  a  self-contained  oscillating 
balance  wheel  to  generate  a  simple -harmonic  reference.  The  rotation  of  the  motor  was  trans¬ 
lated  into  simple-harmonic  motion,  and  the  phase  of  this  was  compared  with  tlie  phase  of  the 
reference  by  a  pair  of  electrical  contacts,  one  of  which  was  actuated  by  the  reference  genera¬ 
tor  and  the  other  by  the  motor.  The  contacts  were  so  ai ranged  that,  when  closed,  they  directly 
bypassed  a  series  resistor  through  which  current  to  the  moto**  was  fed.  The  relative  phase  of 
the  simple -harmonic  motions  of  the  two  contacts  was  determined  by  the  portion  of  a  cycle  dur¬ 
ing  which  the  contacts,  being  simultaneously  actuated,  bypassed  the  resistor  and,  consequently, 
determined  the  total  power  delivered  to  maintain  a  constant  speed  of  rotation. 

Motors  having  rotational  speeds  of  3,  10,  and  40  rpm  were  used,  depending  on  the  applica¬ 
tion  and  time  resolution  required.  These  were  also  the  obtainable  turntable  speeds  for  all  ex¬ 
cept  the  dynamic -pressure  gauges.  The  latter  Incorporabid  a  two-to-one  speed  reduction, 
which,  with  motor  speeds  of  10  and  40  rpm,  gave  turntable  speeds  of  5  and  20  rpm.  The  motor 
was  powered  by  an  8-volt  mercury  battery  capable  of  running  the  motor  at  full  load  and  rated 
speed  for  over  6  hr. 

2.1.1  Initiators 

The  motor  was  set  in  operation  by  one  of  two  self-contained  initiator  circuits  used  simul¬ 
taneously  or,  alternatively,  by  a  signal  transmitted  by  wire  from  a  central  control  point  with 
the  self-contained  circuits  used  for  backup. 

The  self-contained  circuits  operated  on  reception  of  either  thermal  or  visible  radiation 
from  the  detonation.  An  electronic  initiator,  sensitive  to  the  bomb  light,  used  a  cadmium  sul¬ 
fide  photocell  and  latching  relay  circuit.  The  light  was  guided  to  the  photocell  by  a  vertical 
length  ol  %*-ln.  Luclte  rod.  The  rod  was  ground  to  a  45-deg  bevel  at  the  end,  where  the  light 
entered  to  allow  more  efficient  light  capture.  Only  the  voltages  produced  by  transient  light 
pulses  were  amplified  to  close  the  relay.  In  addition  to  the  control  contact,  the  relay  was  fitted 
with  a  pair  of  contacts  that,  when  closed,  caused  a  hi^  current  to  flow  through  the  relay  coil; 
this  held  the  relay  closed. 

The  second  self-contained  Initiator  consisted  of  a  spring-loaded  plunger  held  cocked  by  a 
thermal  link  made  of  two  brass  strips  soldered  togethe.'  with  low -melting-point  solder  and 
painted  black.  Thermal  radiation  falling  on  this  initiatcr  rapidly  heated  it;  when  the  solder 
reached  a  temperature  of  169  F,  the  brass  strips  parted  and  allowed  the  spring  to  press  the 
plunger  against  a  microswitch,  therebv  starting  the  motor. 

2.1.5  Start-up  Time 

Because  of  inertia  and  the  time  needed  for  establishment  of  the  proper  phase  relations  in 
the  governor,  the  motors  do  not  reach  i  stable  sp>eed  Imm'iKliately.  The  3-rpm  motors  reach 
their  rated  8p>eed  in  90  msec  but  oscillate  about  the  value  for  an  additional  300  msec.  The  10- 
rpm  and  40-rpm  motors  reach  their  speed  gradually  and  without  instability  in  400  msec. 

2.1.6  Hard-wire  Initiation 

All  gauges  used  for  diffraction  studies  in  areas  where  blast  arrival  tlmcx  arc  less  than 
400  msec  were  initiated  previous  to  tero-tlme  by  a  signal  transmitted  by  wire  fi<>m  otte  of  the 
BRL  Instrument  shelters.*  This  slg-ial  was  prodiuced  by  the  closure  of  a  standard  EG4iG  tim¬ 
ing  relay  at  minus  5  sec  and  was  used  to  close  the  electrically  latching  relay  normally  used 
with  the  photocell.  The  operation  of  this  relay  was  cupUcated  bv  a  second  relay  at  minus  1  sec. 
The  self-contained  initiating  circuits  were  retained  for  baclcup  in  case  the  hard-wire  atgiials 
failed. 

•This  requirement  wa^  placed  on  all  gauges  for  Project  30.1.  All  other  gauges  supplied  by 
Project  30.5  were  either  outside  the  400-m8ec  range  or  were  for  pressure  measurements  that 
did  no*  require  the  accuracy  of  timing  needed  for  diffraction  studies. 
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2.1.7  Physical  Configuration  of  Dynamic -pressure  Gauge 

The  d]mamic -pressure -time  gauge  was  a  Pltot-statlc  tube  that  used  separate  presisure- 
senslng  elements  to  record  the  stagnation  pressure  and  the  slde-on  pressure  (see  ngs.  2.4  and 
2.5).  A  %2-ln. -diameter  hole  was  drilled  down  the  axis  of  the  nose  section  to  transmit  the 
stagnation  pressure  to  the  appropriate  capsule.  Also,  a  Vi-ln. -diameter  hole  transmitted  the 
slde-on  pressure  to  the  other  capsule.  The  two  capsules  were  mounted  at  rl|^t  angles  to  one 
another  in  a  hoUowed-out  portion  of  the  nose  section.  The  styluses  of  the  two  capsules  were 
arranged  so  that  both  could  make  tbelr  traces  on  the  same  disk.  The  two  traces  were  made  at 
different  radiuses,  and  events  recorded  by  the  two  styluses  appeared  slmultaxteously  on  the 
disk  but  separated  circumferentially  by  90  deg. 

The  end  of  the  nose  section  containing  the  recording  mechanism  screwed  into  a  hollow 
cylindrical  section,  which  contained  the  motor  power  supply  and  initiation  circuits.  Two  pipe 
nipples  were  welded  to  the  outside  of  the  casing  and,  by  means  of  pipe  unions,  served  to  attach 
the  dynamic -pressure  gauge  to  Its  mount. 

The  thermal  Initiator  was  similar  to  the  one  used  lor  the  pressure-time  gauge,  except  that 
It  used  a  phototube  detector,  a  sensitive  relay,  and  a  mechanical  latching  relay.  The  initiator 
circuitry  was  all  mounted  on  g  plexlglas  sled  (Fig.  2.6)  which  fitted  Inside  the  casing.  On  the 
rear  of  the  sled  was  mounted  a  panel  with  three  switches  and  four  pinjacks.  This  arrangement 
allowed  a  qulcli  and  complete  check  of  all  the  gauge  circuits  and  convenient  arming  cH  the  gauge 
Just  prior  to  the  test.  After  testing  and  arming  were  completed,  the  rear  end  of  the  hollow  cas¬ 
ing  was  sealed  by  an  aluminum  plate. 

2.1.8  Peak- pressure  Gauges 

Two  types  of  gauges  were  used  In  taking  measurements  of  peak  pressure.  One  was  a  con¬ 
ventional  pressure  gauge  from  which  the  motor  and  Initiation  circuits  were  missing  and  In 
which  the  turntable  was  blocked  to  prevent  movement.  A  round  glass  disk  was  used  as  the 
recording  medium.  The  other  v/as  a  smaller  gauge  designed  for  the  specific  purpose  of  taking 
peak  measurements.  This  gauge  had  a  baffle  plate  the  size  of  those  used  on  the  pressure-time 
gauges,  and  the  pressure  capsule  was  moutted  similarly.  The  recording  medium  was  a  %  by 
1  -In.  aluminized  glass  rectargle  glued  to  a  movable  block.  The  block  was  put  in  place  under 
the  capsule  stylus,  moved  to  produce  a  zero-deflection  marker,  and  then  locked  in  place  by 
means  of  screws.  In  this  way,  peak  positive  and  negative  excursions  of  the  capsule  were  reg¬ 
istered.  A  heavy  steel  cup  was  bolted  over  the  mechanism  to  maintain  It  at  a  constant  pres- 
svire  during  passage  of  the  blast  wave  (I'lg.  2.7). 

2.1.9  Peak -displacement  Gauge 

The  peak-dlsplaceroent  gauge  consisted  of  two  parts;  an  aluminum  rod  welded  to  a  circu¬ 
lar  aluminum  base  and.  a  plate  drilled  to  allow  the  rod  to  pass  through  freely.  The  plate  had  a 
spring-loaded  knife  erlge  attached,  which  scratched  the  .noidng  rod.  When  Installed,  the  rod 
assembly  was  attachrid  to  the  moving  member  (Fig.  2.8)  the  drilled  plate  was  slipped  over  the 
rod,  and  the  plate  wris  then  attached  to  a  etatl  nary  reference  point.  After  the  gauge  was  posi¬ 
tioned,  the  rod  was  painted  with  black  paint;  thus,  when  the  rod  was  activated  by  the  blast,  the 
knife  edge  scratcIvKl  a  record  of  the  maximum  position  and  negative  deflection. 

2.2  ELECTRuNT.C  RECOWnWG  GAUGES 

2.2.1  Recording  Mi^chanlam 

Each  electronic  recording  evetem  was.  basically,  a  20-channet  phase -moduUtsd-carrler 
magnetic -tape  recorder.  It  was  designed  for  ueo  with  gaugee  based  cm  passive  impedance  ele- 
menis,  which  modify  a  constant  input  voltage  ae  a  fui.ction  of  the  i^yslcal  activation  being 
measured.  A  block  diagram  of  the  v'lrcultry  Is  shown  in  Fig.  2.8. 

Each  gauge  contained,  or  was  used  In  conjunction  with,  a  tull-resciance  brlt^  that  was 
balanced  when  no  physical  activation  was  applied  to  the  gauge.  In  case  such  baisnee  were  not 
Inherent  in  the  gauge,  provision  was  made  In  the  coupling  unit  for  simulating  unequal  react- 
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ancetf  in  adjacent  arma  of  the  bridge,  whereby  It  could  be  balanced.  The  power  supply  produced 
an  alternating  Input  (Ei),  having  a  crystal-controlled  frequency  of  3750  cycles/sec  and  a  poten¬ 
tial  of  18  volts,  which  was  fed  to  the  balanced  bridge  in  each  gauge  through  its  coupling  unit. 
The  phase  of  the  voltage  measured  across  the  gauge  was  determined  by  a  phase-shift  network 
in  the  coupling  unit  and  by  the  reactances  In  the  gauge  and  Its  cable. 

When  physical  activation  was  applied  to  the  gauge,  the  bridge  became  unbalanced,  and  the 
cutput  of  the  gauge  changed  from  zero  volts;  Its  balance  value  changed  to  a  small  (hundredths 
of  a  volt)  value  (Eq).  This  voltage  was  closely  proportional  to  the  magnitude  of  the  unbalance 
and  was  dependent  on 

The  gauge  output  voltage  (£<,)  was  fed  through  a  1-to-lO  transformer  Into  the  gauge  ampli¬ 
fier.  In  the  first  stage  of  this  amplifier  Eo  was  combined  with  a  3750  cycle/sec  quadrature 
voltage  (Eq)  and  a  fixed  voltage  (Er),  twice  the  frequency  of  Eq  and  of  fixed  phase.  Thesj 
voltages  were  derived  from  the  same  supply  as  E^  and,  In  the  event  of  any  email  amplitude  or 
frequency  fluctuation  In  Ej ,  were  affected  proportionally. 

The  quadrature  voltage  was  so  called  because  Its  phase  differed  from  that  of  Eg  by  90  deg. 
This  phase  shifi  was  obtained  by  the  combined  effect  of  three  phase-shift  networks.  The  first 
of  these,  Incorporated  In  the  power  supply,  also  determined  the  phase  relation  between  Eq  and 
Er.  The  second  network  was  Incorporated  in  the  coupling  unit  and  gave  the  additional  phase 
shift  necessary  to  obtain  approximately  the  total  90-deg  shift.  The  third  network  Included  in 
the  amplifier  provided  a  fine  adjustment  for  setting  exactly  the  90-deg  shift. 

The  voltage -vector  diagram  of  Fig.  2.10  shows  how  Eq  and  Eq  combine  to  form  a  resultant 
voltage  (E^)  having  a  phase  angle  (^)  with  reference  to  Eq.  When  Eo  is  a  continuously  var3dng 
voltage,  ^  is,  then,  a  continuously  varying  function  of  Eo  and 

^  =  arctan  (Eq/Eq) 

The  voltages  E^  and  Er  are  then  amplified  10  times  and  Impressed  on  the  recording  head. 
These  two  voltages  are  simultaneously  recorded  \x<f  the  same  head  on  the  same  stilp  of  tape. 
This  process  distinguishes  the  recording  system  for  the  voltage  Er,  which  Is  the  reference  on 
whlct  Interpretation  of  the  recorded  signal  Er  depends,  and  is  subject  to  precisely  the  same 
recording  and  playback  variations  as  the  signal  Itself.  The  variations  mentioned  are  changes 
in  spacing  between  recording  head  and  tape,  differences  in  thickness  and  sensitivity  in  adjacent 
regions  of  the  tape,  and  weaving  of  tape  and  variations  in  speed  as  the  tape  Is  transported 
through  Uie  head.  These  variations  seriously  afflict  ampliturle-modulated  and  unreferc^nced  or 
separately  referenced  phase  systems. 

2.2.2  Playback 

The  data  recorded  on  the  tape  are  In  the  form  ol  a  phase -modulated  signal,  which  ie  not 
directly  usable  until  it  is  passed  Uirougl)  a  phase  disci imii.ator  and  converted  to  an  amplitude- 
modulated  signal. 

A  block  diagram  of  the  entire  playback  unit  Is  shown  In  Fig.  2.11.  The  playback  uses  the 
same  head  and  transport  mechanism  used  In  recording,  however,  a  different  drive  motor  Is 
used  which  pulls  the  tape  t.hrough  at  half  the  recording  speed.  Thus  the  signal  voltage  (E,-! 
altars  with  a  mean  frequency  of  1875  cycles 'sec  and  the  reference  voltage  (ErI  appears  with 
a  frequency  of  3750  eye  les  sec.  These  two  voltage  components  are  separated  b>  band-pass 
niters,  and  the  output  of  each  filter  Is  then  differentiated  io  give  a  series  of  alternately  posi¬ 
tive  and  negative  pulses  having  repetition  and  phases  identical  to  those  of  input  signals.  The 
set  of  pulses  corresponding  to  Is  passed  through  a  circuit  that  separates  the  positive  pulses 
from  the  negative,  Inveris  them,  and  recombines  them  to  give  a  series  of  negative  pulses 
having  a  mean  repetition  rate  oi  3750  cycles  sec  and  phase  shifts  propt>rtlonal  to  those  of  Ef. 
The  set  of  pulses  corresponding  to  Er  is  passed  IhrtHigh  a  circuit  that  removes  all  positive 
phases  and  gives  a  series  of  negative  ixtlses  having  a  rej^iltlon  rate  of  3750  cycles  sec. 

The  pulses  are  amplified,  rlipp<‘d.  and  sharply  differentiated  in  the  pulse -generator  cir¬ 
cuits.  The  resulting  spikes  are  fed  into  the  two  control  grids  of  an  Eccles-Jordan  fUp-flop 
cln  ult;  the  E,  spikes  g»»ing  to  one  grid  and  the  Er  .spikes  going  to  the  other.  The  constant- 
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phase  spikes  turn  the  fUp-Hop  “on”  and  the  variable-phase  spikes  turn  it  "off.”*  The 
resuuing  rectangular  wave  train  is  fed  to  a  low-pass  filter,  which  produces  a  voltage  output 
proportional  to  the  "or”  time  of  the  flip-flop.  The  500  cycle/sec  cutoff  of  the  filter  is  suffi¬ 
ciently  hig^  to  allow  data  containing  frequency  components  up  to  400  cycles  to  be  passed  with 
out  serious  attenuation. 

The  output  voltage,  being  directly  proportional  to  0,  is  proportional  to  the  tangent  of  the 
magnitude  of  the  physical  activation  measured.  When  ^  is  kept  sufficiently  small  by  proper 
choice  of  the  voltage  Eq 


tan  0  =  (ii 


and  the  operation  is  essentially  linear;  however,  the  system  is  always  calibrated  to  piovide 
added  precision  and  to  allow  satisfactory  treatment  of  over-load  signals. 

Minor  additions  to  the  system  allow  an  accurate  timing  system  to  be  included,  fhe  output 
of  a  standard  EGttG  Blue  Box  was  fed  directly  to  an  auxiliary  recording  head,  which  put  a 
sharp  zero-time  fiducial  marker  on  the  tape.  During  playback,  tie  pulses  formed  from  the 
reference  voltage  E^  were  fed  into  a  series  of  decimal  divider  circuits,  which  produced  a  set 
of  pulses  having  a  repetition  rate  of  375  pulses/ sec. t  Every  tenth  pulse  was  doubled  in  magni¬ 
tude,  and  every  hundredth  pulse  was  tripled. 

2.2.3  Electrical  Calibration  Steps 

The  calibration  of  the  system  was  performed  as  much  as  two  or  three  weeks  before  the 
actual  test.  To  take  into  account  any  system -sensitivity  differences  that  might  have  occurred 
in  that  time,  provision  was  made  for  shunting  a  fixea  resistor  or  inductance  across  one  of  the 
gauge  bridge  elements.  This  5;iniulated  an  activation  of  the  gauge,  the  magnitude  of  which  was 
dependent  on  the  s^ae  of  the  resistor  or  Inductance.  The  simulated  ;trtivation  was  produced  just 
prior  to  calibration  and  again  just  prior  (O  the  test.  If  the  simuUted-actlvation  amplitude  was 
small  enough  to  keep  it  within  the  linear  range  of  the  recorder,  the  signals  produced  in  the 
playback  were  proportional  to  the  system  sensitivity  at  each  time,  and  the  proportionality  fac¬ 
tor  Indicated  could  be  applied  directly  to  the  linearized  record  (see  Sec.  2.6.2).  These  signals 
appeared  on  each  finished  oscillogram  as  “electrical  cal  steps.” 

2.2.4  Data  Presentation 

The  final  presentation  of  the  data  was  obtained  by  applying  the  three  signals  (data,  zero¬ 
time  m.irker,  and  riming  pulse)  to  three  galvanometers  in  a  photographic -paper  graphic  re¬ 
corder, 

2.2.5  System  Details 

The  tape  used  wa.s  35-u/.m-wide  iron  oxide  -  coated  mylar.  It  was  pulled  during  recording 
by  a  capstan  drive  at  a  speed  of  28  in.  -sec.  The  heads  were  Incorporated  in  two  blocks  of 
eleven  each,  displaced  in  relation  to  the  tape  so  that  a  total  of  22  record  tracks  was  produced 
(interspaced)  on  the  tape.  Twenty  of  these  tracks  were  used  for  recording  data,  and  one  (at  the 
edge  of  the  tape)  was  used  to  recotd  the  zero-time  pulse;  the  remaining  track  was  not  used. 
Bias  coils  were  provided  in  each  head  but  were  not  used.  The  gauge  amplifiers  and  the  gauge 
coupling  units  were  all  separate,  one  of  each  oelng  used  for  a  channel.  These  were  housed  in 
racks  on  blocks  of  twenty  each. 

The  drive  motors  operated  from  28  volts  direct  current,  which  was  supplied  by  storage 
batteries.  The  tube  filaments  and  hlgh-voUage-supply  dynamotors  operated  from  these  bat¬ 
teries  also. 


*The  terms  "on”  and  "off"  were  arbitrarily  chosen  to  differentiate  between  the  tw^o  BU*.b!e 
f.tates  assumed  by  the  flip- flop  circuit. 

tThis  corresptmded  to  a  repetition  rate  of  750  pulses  'sec  ai  recording  speed. 
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The  recorders  have  shown  themselves  to  be  reliable.  Few  failures  have  occurred,  and  the 
accelerations  to  which  they  were  subjected  during  the  passage  of  ground  shock  and  blast  wares 
have  produced  only  small  transient  effects. 

2.2.8  Blast  Shelters 

Recording  equipment  was  housed  In  blast  shelters  (Figs.  2.12  and  2.13),  partially  or  com¬ 
pletely  burled.  The  shelters  were  placed  at  a  maximum  of  1500  ft  from  the  gauges,  and,  gen¬ 
erally,  at  a  distance  from  Grtmnd  Zero  (GZ)  greater  than  the  corresponding  distance  from  the 
t^uges  to  prevent  complete  loss  of  records  should  the  passing  blast  wave  over  the  shelter  cause 
failure  of  recorders.  Standard  110-volt  alternating  current  was  supplied  for  operation  of  the 
recorders  during  the  period  of  preparation  prior  to  the  test.  This  voltage  supply  was  not  re¬ 
lied  on  during  the  test;  battery  supplies  were  used  in  all  cases. 

2.2.7  Initiation 

Initiation  and  control  of  the  recorder  operation  was  by  means  of  timing  signals  supplied  by 
EG&G  Project  9.2. 

The  EGftG  Installation  consisted  of  the  proper  timing  lines  run  into  the  shelter  and  five 
relays,  one  being  provided  to  close  at  each  of  the  following  times:  minus  30  min  (i.e.,  30  min 
before  the  instant  of  detonation),  minus  15  min,  minus  15  sec,  minus  5  sec,  and  minus  1  sec. 
EG&G  guaranteed  the  closure  of  each  relay.  Since  EG&G  gave  no  promise  that  the  relays  would 
remain  closed,  however,  they  were  connected  to  operate  latching  relays  in  a  sequence -timer 
unit.  The  closure  of  the  latching  relays  then  activated  the  recording  equipment. 

The  signal  that  closed  the  minus  30-mln  relay  actuated  the  latching  relay,  connecting  the 
28 -volt  battery  to  the  amplifier  filaments  and  to  the  high-voltage  power  supplies.  So  that  there 
would  be  no  loss  of  records  in  case  of  failure  or  Ineffectuality  of  this  signal,  closure  of  the 
minus  15-min  relay  applied  excitation  to  another  latching  relay,  which  duplicated  the  operation 
of  the  first. 

Two  more  operations  were  necessary,  and  the  three  remaining  relays  were  provided  to 
ensure  their  being  performed.  Normally,  the  first  operation  was  effected  by  the  minus  15 -sec 
closure.  This  operation  consisted  in  activating  the  electrical  cal  step  relays  and  ‘..he  tape  drive 
motors.  The  minus  5-sec  vlosure  had,  as  its  prime  purpose,  the  initiation  of  a  2.5-9ec  time 
delay  but  was  also  capnble  of  performing  the  function  of  the  minus  15-sec  closure;  if  the  latter 
should  fall.  The  2.S-bec  delay  relay  removed  the  electrical  cal  step  and  started,  an  auxiliary 
timer.  The  minus  l-sec  signal  duplicated  the  operation  of  the  time-delay  relay. 

After  2  min,  the  auxiliary  timer  applied  and  removed  a  pcstshot  electrical  cal  step, 
stopped  the  tape,  and  removed  power  from  the  system. 

2.3  TRANSDUCERS 

2.3.1  Self-recording  Pressure  Element 

Two  views  of  the  self-recording  pressure  element  used  in  the  pressure-time  and  dynamic- 
pressure  gauges  are  shown  in  Fig.  2.14.  Basically,  this  element  is  a  chamber  formed  by  the 
welding  together  at  their  edges  of  two  diaphragms,  each  of  which  is  impressed  wUh  a  series  of 
concentric  corrugations.  Pressure  is  transmitted  to  the  inside  of  the  element  through  an  inlet 
port,  which  passes  through  a  heavy  brass  mounting  flattge  In  operation,  the  element  is  mounted 
on  the  inside  of  the  gauge  baffle  plate  with  the  inlet  port  of  the  element  lining  up  with  the  pres¬ 
sure  hole  in  the  baffle  plate.  T**''s  the  blast  pressures  are  transmitted  to  the  inside  of  the  ele¬ 
ment  while  the  outside  is  held  at  the  constant  pressure  sealed  Inside  the  gauge  ca.su;g  (Sec. 
2.1.1).  This  causes  the  element  to  bulge  and  move  the  stylus  out  from  the  ete.-uent  mount  a  dts 
tance  proportional  to  the  pressure. 

Without  the  concentric  corrugations,  elements  of  this  typo  display  severe  nonlinearity  of 
deflection  vs.  pressure.  In  a  corrugated  element,  hcTwever.  each  of  the  sections  bounded  by  one 
of  the  corrugations  is  sensitive  to  essentially  one  small  rar,ge  of  pressures  and  responds  lin 
eariy  over  that  range.  Over  the  total  range  of  the  element,  which  Is  the  sum  of  the  ranges  of 
all  the  sections,  the  response  is,  then,  practtcaliy  linear.  The  actual  value  of  linearity  is  ^0.5 
per  cent. 
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A  minimum  element  volume,  with  a  corresponding  short  fill  time  is  ensured  by  designing 
the  corrugations  of  the  two  diaphragms  forming  the  chamber  to  nest  with  one  another.  The  vol¬ 
umes  achieved  require  a  fill  time  not  exceeding  3  msec. 

By  carehtl  choice  of  dliq>hragm  material  (Ni  Span  C  stainless  steel  was  used)  hysteresis 
was  kept  down  to  ±0.1  per  cent,  and  elements  could  be  operated  linearly  and  without  damage  up 
to  pressures  150  per  cent  of  the  rated  ranges.  Depending  on  the  pressure  range,  the  elements 
had  undamped  natural  frequencies  of  250  to  2000  cycles/sec. 

Careful  control  of  metal  qualities  and  manufacturing  processes  ensured  that  the  path  traced 
by  the  stylus,  as  the  element  expanded,  was  within  1  deg  of  being  a  perfectly  stral^t  line  nor¬ 
mal  to  the  mount  surface.  The  allowable  discrepancy  produced  a  stylus  motion  in  the  direction 
of  the  time  axis  of  the  disk  corresponding  to  ±V}  msec  at  a  disk  speed  of  10  rpm.  This  error 
would  not  be  found  in  arrival-time  measurements  but  represents  the  time  error  that  might  be 
found  in  determining  the  occurrence  of  a  peak. 

The  stylus  ^as  an  osmium  phonograph  needle  tip  mounted  on  a  phosphor-bronze  spring 
arm.  Stylus  prf  .sure  ^  adjusted  by  bending  this  arm  until  a  small  auxiliary  spring  scale  in¬ 
dicated  proper  tension.  No  special  attempts  were  made  to  damp  the  motion  of  the  capsules  for 
use  In  *he  pressure-time  gauges  since,  with  the  dust  screen  used,  damping  was  adequate  for 
any  capsule  range  and  overshoot  was  never  objectionable. 

The  total-pressure  capsule,  used  at  the  end  of  the  long  tube  In  the  nose  of  the  dynamic - 
pressure  gauge,  was  more  susceptible  to  overshoot  and  was  effectively  damped  to  0.7  of  criti¬ 
cal.  This  was  accomplished  by  changing  the  fill  time  with  a  sieve.  Its  head  was  placed  directly 
over  the  capsule  inlet  port.  The  sieve  was  made  by  drilling  sixteen  No.  80  holes  in  a  piece  of 
brass  shim  stock. 

2  3.2  Electronic  Displacement  Transducer 

The  displacement  gauge  was  mounted  on  a  stable  surface;  it  measured  the  relative  move¬ 
ment  of  an  object  by  means  of  a  hardened-steel  wire  connected  from  the  gauge  to  the  object. 

This  wire  was  wrapped  around  a  pulley  mounted  on  a  shaft  supported  by  journals  in  the 
ends  of  the  gauge  case.  A  >ieavy  coll  spring  Inside  the  case  applied  torsion  to  the  pulley  shaft 
so  that  the  wire  was  held  in  tension  and  would  wind  on  cr  off  the  pulley  as  the  object  moved.  A 
ratchet  on  the  pulley  shaft  allowed  the  spring  to  be  wound  to,  and  held  at,  a  high  value  of  torque 
prior  to  Installation  of  the  wire.  Release  of  the  ratchet  applied  tension  to  the  wire 

The  free  end  of  the  pulley  shaft  was  attached  to  the  recording  mechanism.  The  gauge 
sensitivity  was  determined  by  the  pul'ey  size,  smaller  pulleys  being  used  with  smaller  dis¬ 
placement.  The  tension  in  the  wire  w-  .  about  60  lb,  and  the  gauge  was  able  to  follow  a  dis¬ 
placement  rate  of  25  ft  sec  Two  standard  electronic  transducers  w-re  used  (Figs.  2.15  and 
2.16).  depending  on  the  magnitude  of  the  displacement.  Both  types  were  the  ratchet -wound 
spring-loaded  pulley  assembly  described  above  The  large -displacement  model  (1  to  18  In.) 
produced  the  required  modulation  of  tha  carrier  voltage  by  means  of  a  cuatinuous- rotation  wire- 
wound  potentiometer  attached  to  the  pulley  shaft.  The  housing  of  this  potentiometer,  rather  than 
being  permanently  fixed  to  the  gauge  casing,  could  be  rotated  by  a  knob  with  a  calibrated  scale. 
Rotation  of  this  knot>  in  a  direction  oi.)i>oslte  to  the  expected  rotation  of  Uw  displacement  gauge 
pulley  aihTwed  pulley  rotaUor;  to  be  exactly  simulated,  and,  by  memns  of  u<e  calibrated  scale, 
the  magnitude  uf  a  corresponding  displacement  could  be  deterroineU.  This  ptoce^ture  was  fol¬ 
lowed  in  the  calibration  ol  ilte  recording  channels  used  with  this  gauge.  The  potentiometer  was 
then  locked  in  place. 

The  small  dispiacenn.’nt  model  vO  to  1  in.)  used  a  linearly  vana)  .e  differential  transformer 
(LVDT)  as  s  variable -impedance  elemen)  The  coll  of  the  LVDT  was  comtwsel  of  three  wind¬ 
ings;  the  middle  winding  was  tite  input  (or  primary:  winding  that  was  canncctetl  to  the  gauge 
power  supply.  The  motion  o{  the  armiture  differentially  vsrl*Ml  the  coupling  hitween  this  wind¬ 
ing  and  windings  on  either  side  of  it.  The  cutelde  pair  of  windings  wes  connected  lu  series  with 
the  recorder  go  that  the  cxitput  voltages  appooed  on#  another.  When  the  armature  was  centered 
between  them,  ttw  net  voltage  cxiiput  applied  to  the  recorder  was  aero.  As  the  armature  eras 
displaced  (rum  its  baiastce  point,  an  output  voluce  pr'^poritonai  to  the  motion  was  produced.  The 
hollow  cylindrical  armature  of  U.ls  transformer  was  threadeil  over  the  gauge  wire  and  clamped 
in  p'iMce,  and  the  solenoid  winding  of  the  t<  «asformer  (Inside  which  the  armature  moved  axially) 
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vaa  held  by  a  rigid  frame.  Thus  the  gauge  sensed  directly  the  axial  motion  caused  by  the  dis¬ 
placement,  and  the  pulley  arrangement  served  only  to  produce  tension  in  the  wire. 

The  coll  was  not  permanently  fixed  to  its  support;  but,  to  simulate  a  motion  of  the  itrma- 
ture,  the  coil  could  be  moved  with  respect  to  the  stationary  armature.  This  movement  was 
measured  by  a  dial  micrometer  to  effect  a  calibration  (see  Sec.  2.5.4).  After  calibration,  the 
coll  was  locked  into  position. 

These  gauges  could  follow  a  chapiacement  rate  of  25  ft/sec. 

Three  special-application  displacement  gauges  <^ere  also  designed.  One  measured  the 
bending  of  the  sliding  blast-door  used  mi  the  Project  30.2  dual-purpose  parking  garage- mass 
shelter  (Fig.  2.17).  A  hardened-steel  wire  was  stretched  from  one  edge  of  the  door,  over  a 
12-ln.-long  perpendicular  stud  at  the  center  of  the  door,  and  attached  by  a  strong  spring  to  the 
other  edge  of  the  door.  A  hollow  cylindrical  armature  for  an  LVDT  was  threaded  on  the  wire 
and  clamped  close  to  the  spring.  As  the  door  bowed  in,  the  stud  forced  the  wire  to  stretch  the 
spring;  consequently,  the  position  of  the  armature  changed  relative  to  the  edge  of  the  door.  The 
LVDT  coil  was  mmmted  close  to  the  edge  of  the  door  and  sensed  the  motion  of  the  armature. 

Also,  an  LVDT  coil  was  mounted  on  the  garage  floor  with  its  axis  perpendicular  to  the  slid¬ 
ing  door  (Fig.  2.18).  The  armature  was  forced  into  the  coil  against  spring  tension  and  held 
there  by  the  door.  Thus  any  linear  motion  of  the  door  relative  to  the  floor  was  followed  by  the 
armature. 

Finally,  LVDT’s  modified  uy  the  manufacturer  (Schaevltz  Engineering  Corporation)  to  have 
an  extended  rangis  (5  in.)  were  used  to  record  the  operation  of  blast  valves  tested  by  Project 
31. S  (Fig.  2.19).  The  armatures  were  attached  directly  to  the  moving  part  of  the  valve;  whereas 
the  coil  was  held  f  ixed  with  respect  to  the  valve  seat.  Thus  the  entire  cycle  of  the  poppet  could 
be  followed. 

2.3.3  Pressure  Transducers 

Measurements  of  blast  pressure  were  made  with  Wiancko  3PAD-R  pressure  gauges  (Fig. 
2.20).  Each  gauge  was  contained  in  a  heavy  brass  casing,  which  minimized  transient  tempera¬ 
ture  effects.  A  threaded  flange  around  the  sensitive  end  of  the  casing  allowed  the  gauge  to  be 
screwed  into  its  mount.  A  plug  in  the  other  end  of  the  casing  provided  a  signal-cable  connec¬ 
tion.  The  gauge  was  a  variable-dlfferentiai-inductance  type  using  a  twisted  Bourdon  tube  sens¬ 
ing  element.  One  end  of  Jie  tube  was  open  to  the  atmosphere,  and  the  other  end  was  closed  and 
attached  lo  an  arraatare  held  in  close  proximity  to  an  E  co‘1  (Fig.  2.21).  As  pressure  was  ap- 
r'ied  to  the  open  end,  It  tended  to  .straighten  the  twisted  tube  and,  in  so  doing,  rotated  the 
armature. 

The  E  coil  consisted  of  two  vlridings  wound  on  the  extreme  legs  of  aii  E- shaped  magnetic 
core.  As  the  armature  rotated,  it  decreased  the  reiuv.tance  of  the  mag^ietic  path  composed  of 
the  armature,  ttse  center  leg.  ir  '  me  extreme  leg  of  the  E  and  increased  the  reluctance  of  the 
other,  similar  path. 

With  the  two  wirtdings  connected  into  a  full -Impedance  bridge,  a  voltage  unbalance  was 
created  which  was  proportional  to  the  applied  pressure. 

The  response  time  of  (his  type  ,?auge  varietl  with  Its  -ange.  but  It  was.  in  all  cases, 
smaller  than  the  re.spcHise  time  of  the  recording  aysteni  (about  2  msecK 

Wherever  these  gauges  were  used  close  to.  and  facing,  the  blast,  shields  of  aluminum  foil 
were  used  to  prevent  thermal  radiation  enterui,;  the  piesture  po.-t  and  disu.rtlng  the  Bou.--."k>n 
tube. 

2.3.4  Electronic  Dvnanilc  prestuii  Gauge 

The  dynamic  pressure  gauge  ueeo  wa.«  one  designed  by  Sandu  CorjToiatton  2  224,  it 
employed  two  Wiancko  pressure  elemerts  as  oescrlbefl  in  Sec.  2  3.3.  witlsjut  tV  br:.3is  casingt 
Installed  In  a  Pitot  tube.  One  rlemem  measured  the  difference  between  the  total  and  the  sidt - 
on  pressure,  and  the  oilier  element  measi  --ed  or.ly  side -on  pressure.  Conse^^ucstsiy .  !>ie  gauge 
proAiced  two  signj'*  'recorded  on  separate  channels'-  tfx-  first  being  a  function  of  dynamic 
pressure  a.nd  the  second  being  a  funclio:-.  of  side  on  pjessure. 
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2.3.5  Accelerometers 

Acceleration  measurements  were  made  with  Wlancko  type  3  AAT  accelerometers  (Fig. 
2.23).  The  sensing  element  consisted  of  an  armature  bonded  at  its  center  to  the  vertex  of  a 
V-shaped  spring  memt^r  and  held  in  close  proximity  to  an  E  coll  of  the  type  described  In 
Sec.  2.3.3  (Fig.  2.24).  A  weight,  the  mass  of  which  depended  upoa  the  range  of  the  acceler¬ 
ometer,  vas  attached  to  one  end  of  the  armature  sc  that  in  accei3r2.Uon  in  a  direction  normal 
to  the  armature  caused  it  to  rotate  about  the  vertex  of  the  spring.  The  rotation  of  the  armature 
caused  unbalance  in  a  full-impedance  bridge,  of  which  the  windings  of  the  E  coll  were  a  part. 

The  accelerometer  was,  incidentally,  sensitive  to  rotational  accelerations;  so  It  could  not 
be  used  where  these  were  present.  The  stiffness  of  the  spring  was  such  that  linear  accelera¬ 
tions  in  the  direction  of  the  axis  of  the  case  only  were  measured. 

The  natural  frequency  of  a  5-g  accelerometer  was  approximately  70  cycles/sec,  and  of  a 
100-g  accelerometer,  aiqiroximately  450  cycles/sec.  The  gauges  were  damped  to  0.70  of 
critical  at  a  temperature  of  80‘‘F. 

2.3.6  Earth-pressure  Gauges 

The  earth-pressure  measurements  were  made  with  a  Wlancko-Carlson  type  3-PE  footing- 
stress  gauge  (Figs.  2.25  and  2.26).  The  sensing  mechanism  consisted  of  two  inflexible  circular 
plates  with  thinned  edges,  separated  and  welded  around  the  periphery  so  that  the  edges  ac^ed 
as  a  flexible  section.  The  small  chamber  volume  between  the  plate  Inner  surfaces  could  be 
varied  by  pressure  on  the  external  surfaces.  The  chamber  was  filled  with  fluid,  usually  mer¬ 
cury  or  oil.  The  center  section  of  one  plate  was  thinned  to  form  a  diaphragm  which  bulged 
outward  when  externally  applied  pressure  squeezed  the  two  plates  together.  This  motion  was 
coupled  to  an  armature  (Fig.  2.26),  causing  it  to  move  near  an  E  coil  (described  in  Sec.  2.3.3). 
The  diaphragm  plate  was  the  base  for  the  gauge  and  was  placi^  against  the  footing.  As  pres¬ 
sure  was  applied,  the  motions  of  the  solid  plate  and  the  flexible  dlat^hragm  were  in  the  same 
direction,  but  the  amplitudes  of  their  motions  were  in  inverse  proportion  io  their  respective 
areas.  The  resulting  amplification  of  motion  permitted  relatively  large  gauge  output,  while 
maintaining  high-frequency  response. 

2.4  GAUGE  MOUNTS 

2.4.1  Self-recording  Pressure  Gauges 

Seiieral  methods  were  used  to  .  rount  the  pressure -time  gauges.  The  requirements  for 
Project  30.1  and  part  of  Project  31.4  were  (or  gauges  to  measure  diffraction  patterns  of  the 
blast  wave;  in  these  canes  it  was  necessary  to  mount  the  gauge  baffle  plate  flush  with  the  sur¬ 
rounding  surface.  This  was  oone  by  casting  the  gauge  casi.ngs  into  the  concrete  during  ccr 
struction  of  tlie  teit  objects;  later,  the  gauge  mechanisms  mounted  on  the  baffle  pLntes  were 
inserted  Into  their  casings,  and  the  baffle  plaU^s  were  bolted  in  place  (Figs.  2.27  and  2.28).  In 
all  other  cases,  where  the  gauges  wer-?  used  tu  indicate  the  fill  time  and  maximum  pressures 
tr.slde  a  structure,  a  nipple  welded  to  the  bottom  of  the  gauge  casing  was  screwed  onto  a 
thrf-;fde<l  length  if  3 -in  p^ie  cast  into  the  concrete  of  the  strucbire  (Fig.  2.29)  or  attached  to  a 
t2-tn.  i:*ecl  disk  held  in  place  by  sand  bags. 

2.4.2  Sell -recerdlng  Dynamic -pressure  Gauges 

The  dyiia  iuc- pressure  gauges  weie  provided  with  two  short  nipples  (see  Sec.  2.1.?'  for 
mounting  in  low-pressure  regiosis.  Mounts  were  constructed  using  s  pair  of  psrallet  lengths  of 
3-in  pipe  brBce<t  a.nd  held  at  a  constant  spacing  by  short  lengths  of  steel  plate  welded  between 
them  (Fig.  2.30i.  Two  lengths  were  used,  5  f;  (or  gauges  to  be  mounted  3  ft  above  the  surface 
and  12  ft  for  gauges  to  be  mounted  10  ft  above  the  surface.  The  pipes  were  embedtted  In  con¬ 
crete  at  thr  base  aiKl  steadied  by  guy  wires,  where  needed.  PlfW  unions  were  used  to  attach  the 
gauge  itii^'les  to  ‘he  mount  pipes.  For  the  hlgh-prersure  regions,  s  much  hesvier  mcsint  was 
used  (the  sta.ndard  AFSW'P  gauge  tower  design)  in  conjunction  with  a  special  casing  that  butted 
up  to  a  flange  provided  on  the  front  surface  of  the  mount  (Fig.  2.31). 


21 


2.4.3  Electronic  Deflection  Gauges 

The  standard  electronic  deflection  gauges  were  mounted  with  four  properly  spaced  ‘'4-in., 
bolts,  cast  or  ram -set  uito  the  stable  mourning  surface.  The  gauge,  with  fci>ir  correspondi/ig 
bolt  holes,  was  set  over  them  ami  secured  with  nuts  (see  Fig.  2.32). 

The  mounting  detaila  of  the  two  special  deflection  gauges  are  given  in  the  description  of 
the  gauges  in  Sec.  2.3.2. 

2.4.4  Peak-pressure  Gauges 

These  gauges,  using  standard  self-recording  pressure-gauge  cases,  were  mounted  as  de¬ 
scribed  in  Sec.  2.4.1. 

The  specially  designed  peak-pressure  gauges  were  mounted  with  the  fare  of  the  baffle 
plate  toward  the  mountin'^  surface.  Studs  were  driven  Into  the.  surface.  Properly  spaced  holes 
in  the  baffle  plate  ailov.ed  it  to  be  sliiqied  over  the  studs  and  secured  in  place.  Spacers  were 
placed  on  the  studs  to  hold  the  pressure  port  away  from  the  surface. 

2.4.5  Electronic  Pressure  Gauges 

The  electronic  pressure  gauges  were  used  In  the  concrete  structures. 

Seamless  steel  tubs,  threaded  to  accept  the  gauge  casings,  were  cast  into  the  concrete 
structures  (Fig.  2.33). 

2.4.3  Electronic  Dyiumic-pressure  Gauges 

Standard  heavy  AKWP  vertical  pipe  mounts  were  provided  for  these  gauges  (Fig.  2.34). 
The  mount  consisted  of  a  pair  of  8-in.  pipes  spaced  by  tangential  steel  plates  welded  between 
them.  A  flange  fac.ng  GZ  was  provided  and  to  this  was  bolted  a  section  tapered  to  the  diameter 
of  the  Pitot  tube.  The  Pitot  tube  was  inserted  in  this  section  and  locked  into  position  by  set 
screws. 

2.4.7  Accelerometers 

The  accelerometers  were  mounted  on  the  member  in  which  the  acceleration  was  being 
measured.  A  lead  plate  in.  thick  and  the  diameter  of  the  gauge  was  installed  between  the 
gauge  and  member  to  eliminate  gauge  ringing  effects.  Three  properly  spaced  threaded  b.uds 
were  cast  or  ram-set  into  the  concrete.  The  gauge  was  positioned  so  that  three  holes  drilled 
in  a  flange  ar(»ind  one  end  of  the  gauge  c.)^e  were  fitted  over  the  studs.  Thus  the  gauge  was 
roourted  with  its  sensitvs  axis  (the  axis  of  the  cylindrical  case)  lying  parallel  to  the  direction 
of  tlie  acceleration  s-f*,  .i  .ne^jured. 

2.4.8  Earth-nressure  Gauges 

Depending  on  tlte  application,  different  methods  of  mounting  the  e&rth-pressure  gauges 
were  employed.  In  every  case,  provision  was  made  for  allowing  a  solid,  flat  surface  for  sup¬ 
port  of  the  gauge  base  plate  and  an  even  distribution  of  pressure  over  the  sensitive  plate  (see 
Sec,  2.3.8). 

In  the  case  of  the  Project  30.2  garage,  cavities  matching  the  contour  s  of  an  earth-pressure 
gauge  were  cast  in  the  concrete.  The  gauges  were  then  grouted  into  position  and,  as  the  struc¬ 
ture  was  backfilled,  sieved  sand  was  carefully  packed  over  each  gauge  face  to  ensure  a  uni¬ 
form  pressure  distrlbutioir. 


2.5  CALIBRATION 

2.5,1  SeU-reccrdlng  Pressure  Gauges 

Calibration  of  the  pressure  capsules  was  performed  by  the  raanufacturor.  The  calibra 
tions  were  plotted  with  a  Leeds -Northrop  X-T  recorder.  The  <ouipa»  of  a  Statham  Instruments, 
Inc.,  strain-gauge  pressure  transducer  was  fed  through  amplifiers  tu  the  pen  (X-axis)  of  the 
recorder.  Capsule  deflection  was  mt’.u>ured  by  a  rolcrcmeter  head  equipped  with  t  null  dctoc- 
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ter  and  a  servo  system  operaUng  a  slids-wlre  potentiometer  whicli,  in  turn,  controlled  the 
chart  drive  (or  X-axis).  The  resulting  presentation  gave  a  plot  of  capsule  deflectio'i  as  a  func¬ 
tion  of  ar4>Ued  press-:  re  (see  ?lg.  2.35). 

Iho  disk  drive  motor*  were  also  individually  tested  for  start-up  time  and  speed.  The 
speed  'sas  tested  by  companiig  the  frequency  of  the  pulses  produced  by  the  governor  cootacts 
with  fAilses  from  a  precision-sigtL^l  generator. 

The  starl-up  time  was  deduced  from  a  plot  of  angular  displacement  of  the  motor  shaft  vs. 
time  (Fig.  2.36).  Tlie  curve  was  obtained  by  attaching  the  shaft  of  a  potentiometer  (Heliopot) 
having  0.05  per  cent  linearity  to  the  center  ot  *he  gauge  turntable.  The  potentlcmetcr,  which 
was  powered  by  a  battery,  produced  an  output  that  was  registered  by  a  moving-paper  osclUo- 
grajdi.  The  oscillograph  provided  a  time  base,  and  the  potentiometer  output  was  proportional 
to  the  ar!gi«»  through  which  the  shaft  had  turned.  Another  channel  of  the  oscUiognqih  recor<tod 
a  fiducial  marker  at  the  instant  voltage  was  applied  the  motor. 

The  slope  of  the  recorded  curve  thus  indicated  velocity,  the  constant  terminal  velocity 
being  indicated  by  that  portion  of  the  curve  having  a  constant  slope.  The  times  occurrence 
of  all  variations  from  thi.t  coostimt  velocity  were  also  clearly  indicated.  Finally,  when  the 
consiant-slc^  portion  of  the  curve  was  extended  through  the  time  axis.  Its  intersection  gave 
a  starting  delay  time  to  be  added  to  event  times  computed  on  the  basis  of  an  Instantaneously 
achieved  constant  motor  speed. 

2.5.2  Self-recording  Dynamic -pressure  Gauges 

The  procedure  given  la  Sec.  2.5.1  was  used  in  calibrating  the  self-recording  dynamic- 
pressure  gauges. 

2.5.3  Peak-pressure  Gauges 

These  gauges  used  the  same  elements  as  those  used  in  the  self-recording  pressure  gauges, 
and  calibration  procedures  were  the  same  (see  Sec.  2.5.1). 

2.5.4  Electronic  Displacement  Gauges 

Calibration  of  the  gauges  was  necessarily  performed  after  installation  of  gauges  and  re¬ 
cording  system.  For  all  gauge  t3rpe8,  this  was  done  by  moving  the  normally  stationary  element 
of  transducer  relative  to  its  normally  movable  element. 

The  normally  stationary  element  of  the  large-displacement  gauge  was  the  potentiometer 
housing.  This  housing  could  be  rotated  by  a  linearly  calibrated  knob  (see  Sec.  2.3.2),  a  full- 
scale  rotation  from  Its  centered  position  correspending  to  a  half  torn  in  the  opposite  direction 
by  the  gauge  pulley.  The  corresponding  displacement  was  equal  to  one -half  the  pulley  circum¬ 
ference.  The  full  range  of  the  calibrated  scale  was  divided  into  five  equal  segments  on  each 
side  of  its  centered  position;  thus  positive  and  negative  displacements  of  20,  40,  60,  80,  and 
100  per  cent  of  the  maximum  calibration  value  could  be  obtained.  Where  displacements 
greater  than  one-half  the  pulley  circumference  were  obtained,  the  potentiometer  rotated  past 
the  extreme  point  on  Its  scale  and  began  a  second  cycle.  The  calibration  for  this  cycle  was 
Identical  to  that  for  the  first  cycle,  except  that  a  displacement  equal  to  the  pulley  circumfer¬ 
ence  was  added  to  (or  subtracted  from)  the  Indicated  displacement  value.  Whether  the  constant 
value  was  to  be  added  or  subtracted  was  dependent  on  the  slopes  of  the  curve  of  displacement 
vs.  time  just  prior  to  the  sharp  discontinuity  markini^  the  beginning  of  a  new  cycle.  Positive 
slcpes  Indicated  additlori;  negative  slopes  Indicated  subtraction. 

The  small-displacement  gauges  were  calibrated  with  a  dial  micrometer  as  a  standard. 

The  micrometer  measured  the  motion  of  the  coll  relative  to  Its  support  or  armature  position. 
After  the  clamp  tJjat  held  the  linear  variable  dlKerentUl  transformer  coll  in  place  was 
loosened,  a  slotted  block,  which  held  the  m.lcrometer,  was  slipped  over  the  coll  support  bar 
(see  Fig.  2.37)  and  locked  in  position.  The  coil  was  moved  until  its  electrical  center  (the  posi¬ 
tion  giving  an  output  voltage  null)  was  found.  The  reading  indicated  by  the  micrometer  was 
then  taken  as  the  zero  reading,  and  from  this  point  the  coil  was  moved  in  a  direction  opposite 
to  the  actual  displacement  to  produce  calibration  steps.  Values,  both  positive  and  negative,  of 
20,  40,  60,  80,  100,  120,  140,  and  160  per  cent  of  the  expected  maximum  were  used. 
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2.5.5  Electronic  Pressure  Gauges 

Steady  pressure  controlled  by  a  system  of  regulators  was  applied  to  tbe  Bourdon  tube 
Uu'ougb  a  tube  fitting  screwed  Into  the  pressure  inlet  port  {see  Fig.  2.30).  The  regulators  were 
contained  behind  a  control  panel,  which  also  mounted  dial  gauges  taring  ranges  adequate  to  In¬ 
dicate  all  required  pressures  with  an  accuracy  of  ‘:2  per  cent.  The  steady  pressures  were  ap¬ 
plied  alter  installation  of  the  Tsuges  and  recording  system,  with  positive  pressures  20,  40,  80, 
80,  100,  and  150  per  cent  of  the  expected  maximum  being  applied.  Where  required,  negative 
pressures  In  the  same  elements  were  also  applied. 

2.5.6  Electronic  Dynamic -pressure  Gauges 

The  calibration  procedure  for  these  gauges  was  identical  with  that  described  in  Sec.  2.5.5. 
Negative  calibrations  w  ere  made  for  the  side -on  but  not  for  the  dynamic -pressure  elements. 

2.5.7  Accelerometers 

The  accelerometers  were  given  static  calibrations  on  a  spin-table  accelerator  before 
their  installation  (see  Fig.  2.39).  The  spin  table  wa?  a  disk  that  was  rotated  at  a  speed  deter¬ 
mined  accurately  by  an  electric  tachometer.  The  accelerometer  was  mointed  on  the  disk  with 
its  sensitive  direction  parallel  to  the  radius  of  the  disk.  Connections  to  the  recorder  cable 
were  made  through  slip  rings.  An  accurate  knowledge  of  the  distance  of  the  accelerometer 
sensing  element  from  the  center  of  the  disk  and  the  rotational  velocity  of  the  disk  were  used  to 
find  the  radial  acceleration  produced  in  the  sensing  element.  The  disk  velocity  was  varied  to 
produce  accelerations  20,  40,  60,  80,  100,  and  150  per  cent  of  the  expected  maximum.  Spin- 
table  acceleration  values  could  be  computed  with  an  accuracy  of  2  per  cent. 

2.5.8  Earth -pressure  Gauges 

These  gauges  were  generally  calibrated  in  pairs  or  groups  of  four  before  being  placed  in 
their  mounts  (see  Fig.  2.40).  '.Fwo  gauges  were  placed  with  thetr  sensitive  faces  together,  but 
separated  by  a  layer  of  blotting  paper.  An  aluminum  ring,  slotted  to  allow  exit  of  the  gauge 
cable,  was  placed  against  each  base  plate  to  protect  the  protruding  section  of  the  gauge  con¬ 
taining  the  sensing  element  (see  Sec.  2.3.6).  This  sandwich  was  then  placed,  with  a  Baldwin 
SR-4  load  cell,  between  the  jaws  of  a  hydraulic  press.  The  force  applied  through  the  aluminum 
rings  to  the  base  plates  was  measured  by  the  load  cell  t«  an  accuracy  of  better  than  1  per  cent. 
The  blotting  paper  ailov/ed  an  even  distribution  of  load  over  the  sensitive  faces  of  the  gauges. 
Where  convenient,  several  such  sandwiches  could  be  calibrated  simultaneously. 

2.6  DATA  PRFJSENTATION 

2.6.1  Self-recording  Gauges 

The  data  obtained  from  each  self-recording  record  contain  the  arrival  time  and  deflection 
vs.  time.  The  records,  being  scribed  on  rotating  glass  disks,  are  presented  In  polar  coordinate 
form.  Conversion  to  rectilinear  coordinates  simplifies  working  with  the  data.  To  do  this,  a 
Gaertner  toolmakers  microscope  with  a  rotating  table  was  utilized.  The  microocope  was  modi¬ 
fied  by  the  addition  of  digital  readout  heads  giving  1000  counts  per  revolution  of  the  reading 
head  shaft.  Record  deflection  is  represented  by  0.000025  in.  per  count  or  40  counts  per  rail  of 
deflection.  For  the  time -base  readings,  one  revolution  of  the  turntable  (360  deg)  will  read 
45,000  counts  or  125  counts  per  degree. 

The  data  from  the  readout  heads  of  the  microscope  are  converted  to  digital  form  and 
punched  on  IBM  cards  by  Telecordex  equipment.  These  cards  are  utilized  in  final  proces.ning. 

2.6. 2  Electronic  Gauges 

The  playback  of  the  magnetic -tape  recordings  produced  by  the  electronic  gauges  were 
presented  as  oscillograms  on  strips  of  7-in. -wide  photographic  paper.  The  data  tiom  each 
channel  were  presented  on  a  single  oscillogram.  The  information  included:  (1)  electrical  cal 
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aiei:,  made  immediately  prior  to  call)  ration  (Sec.  2.2.3);  (2)  calibration  steps,  each  made  by 
running  the  recorder  lor  a  short  perixi  while  the  transducer  was  statically  activated  (Sec. 

2.5);  (3)  electrical  cal  sten,  made  immediately  prior  to  detonation  (Sec.  2.2.7);  (4)  the  trace 
deflection  caused  by  the  physical  activation;  (5)  electrical  cal  step,  made  shortly  following  the 
completion  of  the  records;  (6)  zero-time  marker  (Sec.  2.2.2);  and  (7)  a  series  of  timing  pulses 
produced  at  the  bottom  of  the  paper  (flee.  2.2.2).  The  relative  heights  of  the  electrical  cal 
step  taken  during  the  calibration  :un  .tnd  Ht  taken  during  the  actual  test  run  were  propor¬ 
tional  to  the  values  of  syslem  gain  during  those  times. 

The  calibration  steps  multiplied  by  the  ratio,  H|/Hc  determined  the  spacing  of  the  ordi¬ 
nates  of  the  plot;  whereas  the  timing  pulses  determined  the  abscissas.  Each  minor  timing 
pulse  represented  iV,  msec;  the  larger  spikes  corresponded  to  iSVj  msec  and  133V)  msec. 

The  oscillograms  were  read  on  i  Telereader,  which  usee  magnetic  reading  heads  to  con¬ 
vert  the  time,  calibration,  and  recoi  d  displacements  to  a  digital  form.  The  information  in 
digital  form  is  punched  on  IBM  cards,  which  are  used  as  input  data  for  the  EDVAC  for  final 
processing. 

2.6.3  Final  Data  Presentation 

The  IBM  cards,  representing  readings  taken  at  close  intervals  throughout  the  span  of  the 
records,  together  with  cards  representing  calibration  readings  and,  in  the  case  of  the  self- 
recording  data,  time-interval  information,  are  used  as  input  data  for  the  EDVAC  high-speed 
digital  computer.  The  program  as  coded  for  the  EDVAC  uses  a  straight-line  equation.  The 
deflection  values  are  calculatec  from  a  straight-line  interpolation  between  the  various  cali¬ 
bration  steps.  The  timing  calibration  is  applied  to  the  readings  and  concurrently  the  impulse 
is  summed  as  the  cards  are  processed.  The  final  output  of  the  EDVAC  is  time  (msec)  and  de¬ 
flection,  linearized  and  punched  on  IBM  cards.  These  cards  are  fed  to  an  Electronic  Associ¬ 
ates,  Inc.,  Variplotter,  model  3033B1LP.  This  line  plotter  can  plot  and  connect  66  points  per 
inch  with  an  accuracy  of  Vj*  in.  The  final  plots  are  from  this  plotter.  Photographs  of  original 
records  and  linearized  record  plots  with  sketches  showing  their  locations  are  Included  in 
Appendix  B. 

2.7  INSTRUMENTATION  REQUIREMENTS 

All  requirements  for  Instrumentation  were  established  by  FCDA  Projects  30.1,  30.2,  30.3, 
31.4,  and  31.5.  After  the  basic  instrumentation  t3rpe  (electronic  or  self-recording)  had  been 
specified,  the  choice  of  recorders,  transducers,  sm-l  transducer  mounts  was  the  responsibility 
of  BRL. 

In  cases  where  diffraction  and  loading  studies  were  being  made,  electronic  instnimenta- 
tlon  wat.  preferred  to  self-recording  equipment  because  the  latter  had  no  provision  for  mark¬ 
ing  zero  time. 

A  listing  of  structures,  channels,  types  of  measurements,  and  ranges  is  given  in  Table  2.1, 

2.8  FIELD  LAYOUT 

Figure  2.41  shows  the  locations  of  structures  Instrumented,  blast  shelters,  and  ditching. 
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TABLE  2.1  — STRUCTURES  AND  INSTRUMENTATION 


Project/Structure 

G.iuje  type 

No.  of  gauges 

Ranges 

30.1/8001.01 

Accelerometer 

4 

73,  40,  and  7.54  g 

Preesuru 

5 

460,  250,  and  70  psi 

30.1/8001.02 

Accelerometer 

4 

40,  20,  4,  and  2  g 

Presaure 

5 

235,  180,  and  35  pal 

30.1/8001.03 

Presaure 

7 

150,  100,  and  20  psi 

30.1/8008.00 

Peak  preaaure 

1 

5  psi 

30.2/8002.00 

Presaure 

5 

SOO,  100,  and  40  pal 

Earth  preaaure 

11 

200,  50,  25,  and  15  pai 

DeRectlon 

18 

0  to  8  in. 

Dynamic  preaaure 

1 

200  and  40  pal  (2  channela) 

Self-recording  praaaure 

2 

50  and  5  pal 

Self-recording  dynamic  preaaure 

1 

200  and  50  pai  (2  channela) 

30.3/8003.01 

Self-recording  pressure 

1 

100  pai 

Peak  presaure 

1 

15  pal 

30.3/8003.02 

Self-recording  pressure 

1 

50  pai 

Peak  presaure 

1 

5  pai 

30.3/8003.03 

Self-recording  pressure 

1 

50  pal 

Peak  pressure 

1 

5  pai 

Deflection 

2 

0  to  1  in. 

30.4/8006.01 

Self-recording  presaure 

3 

15  pal 

Peak  pressure 

1 

5  pai 

Peak  deflection 

6 

0  to  5  in. 

Deflection 

1 

0  to  0.75  in. 

31.4/8006.03 

Self-recording  presaure 

3 

15  and  5  pai 

Peak  deflection 

5 

0  to  5  in. 

31.5/8007.01 

Deflection 

1 

0  to  5  in. 

Self-recording  preaaure 

2 

100  and  25  pal 

31.6/8007.02 

Deflection 

1 

0  to  6  in. 

Self-recording  pressure 

2 

50  and  16  psi 

31.5/8007.03 

Deflection 

1 

0  to  5  In. 

Self-recording  pressure 

2 

50  and  15  psi 

31.5/8007.04 

Deflection 

1 

0  to  5  in 

Self-recording  pressure 

2 

15  and  b  psi 

31.5/80C7.05 

Deflection 

1 

0  to  5  in. 

Self-recording  pressure 

2 

15  and  6  psi 

31,5/8007.06 

Deflection 

1 

0  to  5  in. 

Self-recording  pressure 

2 

15  and  5  psi 

31.5/8007.07 

Deflection 

3 

0  to  5  In. 

Self-recording  pressure 

7 

15  and  5  psi 

31.5/8007.08 

Deflection 

2 

0  to  5  in. 

Self-recording  pressure 

5 

15  and  5  psi 

26 
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Fig-  2-4 — Fully  aiMmbled  dynamic -preuuirc  gauge- 


n*  2.5  ~Hotlowed'OU(  portion  of  dynamic -preisure  gauge  note  section 
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Fig.  2.7-~Peak'prcisiirt  gfcugc. 


Fig-  — Ptaii'di^Uccaf'iit  gauge 
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Fig.  2<12~‘Extcnutl  view  of  blast  shelter. 


Fig.  2  13-~~‘Recortiiii^  equiptnest  installed  la  shelter. 
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Fig.  2.15~~'Large*dltplacement  gauge. 


Fig  2  Ifi  —  Small'dispUcemcnt  gauge 
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Fig  2  18  —  Sp«cisl  dbpUctmtnl  g>ug«,  Frojtct  30. 2  (mowmcnt  of  door) 
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Fig.  2-19 — Special  diiplaccxacnt  gauge,  Project  31.5. 


Fig  2  20'— Wiancko  pretfure  gauge 


Fig.  2  .21— -Schtmatic  drawing  of  pranure-gaugt  configuration. 


Fig  2  22  —  Sandi*  dynamic -prenurr  gaugf 
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Fig.  2  ■25 — Wlat3icko>C«rlaott  cafth-pnuiurc  gaage- 


rig  2 .26-*- Cutaway  photograph  of  aarth'pramira  gaaga  watlj^  Bachaalna 
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Fig.  2.27-— InsuUiitlon  af  {manirctlme  gauge  ueiog  ceet'in  mount- 


Fig.  ‘i  it'—'Coaplcta  turfece  laiulUtlon  of  preuun; •  ;ime  geoge 


■>.  ■-fy  ■ 
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rig.  2.29*— ’Prcnurv'timc  gauge  mo’onted  for  fill-time  meamrement 


Mount  fiX  '  f?  »•  II -r*c ceding  Jv'tvn.Tiic -pt*Mur«  -ge 


Fig.  2  .11 — BRL  d/iiainic*|ir«nurc  gimg*  adapted  to  ttandaid  AFSMT  mount 


Topical  lutailation  c4  BRI  duriactmant  gang's 


Fis.2  •33 — Typical  lonalUtioo  of  WUncko  pcctnire  gaug»t- 


Fig.  2  .34 — Sandia  dynamic -prcuufc  gauge  on  itaodard  AFSWP  (Sandia)  mount. 
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■  2-3S — Typical  curve  of  prcnure  vs-  displacement  of  iclf-Kconllng  gaacc  capeulc 


Turntable  Rotation  ,  Degrees  Turntoble  Rotation,  Degrees 


Fig.  2  .37  —  Small -displacement  gauge  calibration. 


Fig  2. 38  —  Typical  calibration  of  Wiancko  prestun;  gauges 
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Fig.  2  .39'— CalibMboa  of  acctltromtWT. 
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Flf .  Q  ^O—Calib  attoa  oi  tafth*pi«in>T«  gaug* 
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3.1L  ACCEPTABIUTY  OF  DATA 

The  operation  of  the  gauges  and  recording  equipment  is  summarized  in  Table  3.1.  The 
comment  for  each  gauge  indicates  the  technical  success  of  the  measurement. 

In  brief,  from  u.i  instrumentation  point  of  view,  52  records  of  75  electronic  measurements 
were  p^^rfect,  17  records  of  37  self-recording  mt  isurements  were  perfect,  and  13  records  of 
15  peak -recording  methodiS  were  perfect.  L.  addition,  6  electronic  records  were  amenable  to 
interpretation  without  speculation,  and  18  self-recording  records  gave  usable  peak-value  in¬ 
dications.  In  several  instances,  “no  apparent  record”  is  noted.  Here,  even  though  all  indica¬ 
tions  are  that  the  eqi’tpment  was  i  iCv.nning  properly,  the  record  was  not  numbered  with  those 
considered  usable. 

3.2  ANOMAUES  AND  THEIR  TF  uATMENT 

In  general,  the  results  of  the  mstrumentatior  were  i  Hisidered  satisfactory.  A  better  per  ¬ 
centage  of  rece  rds  was  obtained  from  electronic  gauges  than  from  the  self-recording  gauges. 

Failure  to  receive  records  from  electronic  gauges  was  principally  due  to  ♦he  gauge’s  be¬ 
ing  either  under  ranged  or  over  ranged.  Ganges  tha.  ■^ere  principally  und*’  .  ranged  were  the 
earth-prewsure  gauges;  in  these  cases  the  signals  received  from  the  gauges  were  saturated, 
giving  rise  to  a  flat  plateau.  The  over-ranged  gauges  were  principally  the  accelerometers. 
Here  the  deflections  of  tl»e  records  were  small,  and  the  reading  of  these  records  to  any  degree 
of  accuracy  is  questionable.  In  several  cases,  structural  failure  was  the  cause  of  an  incom¬ 
plete  record  being  obtained  from  the  electronic  gauges  For  example,  such  was  the  case  of  the 
displacement  gruges  located  in  the  ramp  of  Structure  30.2  8002:  The  wires  were  broken  when 
the  wall  oi  the  ramp  collapsed. 

Because  of  the  severe  radiation -induce*;  elect romagnetic  pulse  present  at  zero  time,  a 
signal  was  induced  on  the  recording  rnech  inism.  Uiu  >  .le  base  line  returned  to  zero  before 
the  blast  arrived  at  the  transducer,  in  which  case  the  ec  ^rds  were  immediately  usable.  How¬ 
ever,  in  some  cases,  me  records  experienced  a  perrnan»  zero  shift.  In  these  cases,  the 
records  obtained  from  the  elcctrcnic  gauges  required  ad,..^tnlent  of  the  eailbrution  data  to 
compensate  for  the  zsi  o  shift. 

The  seU-recordlag  gauge  failures  r*  suited  from  preinitutlon  or  failure  to  i:  itiate.  Those 
to  be  initiated  by  hard-wire  failed  because  of  defects  in  circuitry  o-  a  cut  wire.  A  iarger  por- 
tl  m  of  gauge  failures  was  dve  to  preinitiation.  The  gauges  nios*  affected  were  those  tl.at  were 
to  have  been  initiated  by  photocell.  In  this  case,  the  prelnitiatioc  of  ’uges  could  have 
accomplished  by  a  stror.g  beam  of  light,  such  a«  the  headlight  from  a  vehicle. 

Records  of  the  peak -pi e;i sure  recorders  are  somewhat  questli  'able,  in  view  of  the  fact 
that  the  structures  were  nominally  pressure -sealed  and  no  appreciable  damage  to  the  struc¬ 
tures  resulted.  The  deflections  noted  on  the  records  could  very  well  r^-suli  from  the  accelera¬ 
tions  sustained  by  the  8tn.c'ore. 
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TABLE  3.1  — CLASSanCATlON  OE  DATA 


Project/St  ructure 

Gauge  No. 

Type  of  measurement 

Comments 

30.1/8001.01 

PI 

Pressure 

Good  record 

P2 

Pressure 

Good  record 

P3 

Pressure 

Good  record 

P4 

Pressure 

Bad  record 

P6 

Pressure 

Good  record 

A23V 

Acceleration 

Fair  record, 
zero  shift 

A26H 

Acceleration 

Bsd  record 

A27V 

Acceleration 

Fair  record 

A28H 

Acceleration 

Fair  record 

30.1/8001.02 

PI 

Presaure 

Good  record 

P2 

Presaure 

Good  record 

P3 

Pressure 

Bad  record 

P4 

Pressure 

Oooo  record 

P6 

Pressure 

Good  record 

A23V 

Acceleration 

Fair  record 

A24H 

.Acceleration 

Fair  record 

A29V 

Acceleration 

Bad  record 

A30H 

Acceleration 

Bad  record 

30.1/8001.03 

PI 

PresBure 

G'^td  record 

P2 

Pressure 

Good  'ecord 

P3 

Pressure 

Good  record 

P4 

Pressure 

No  apparent  record 

P5 

Pressure 

Good  record 

pe 

Pressure 

Good  record 

P7 

Pressure 

Fair  record 

.30.2/8002 

PI 

Pressure 

Good  record,  shift 
during  shot 

P2 

Pressure 

Good  record 

P3 

Pressure 

Good  record 

P4 

Pres.sure 

Bad  record 

P5 

Pressui? 

Good  record 

E6 

Earth  pressure 

Good  record 

E7 

Earth  pressure 

Good  record 

E8 

Earth  pressure 

Good  record 

E9 

Earth  pressure 

Good  record 

ElO 

Earth  pressure 

Bad  record 

Ell 

Earth  pressure 

Good  reef  td 

E12 

Earth  pressure 

Good  record 

E13 

Earth  pressure 

Good  record 

EU 

Earth  pressure 

Good  record 

E15 

Earth  pressure 

Bad  record 

E16 

Earth  pressure 

Bad  record 

1)1 

Deflection 

Good  record 

•The  fi>mb<il8  lised  to  specify  i(auge  type  are  defined  as  follows: 


Electric  gauge.H 


Self-recording 


l*eak  recording  gauges 


K.  accelerometer 
D  displacement 
E,  earth  pressure 
D.  dynamic  picssure  iti^-gaugei 
S,  side-on  pressure  ICj-gaugei 


SI*,  pressure 

S<jT.  total  pressure  (Q-gauge* 
•tQiS  side-on  pressure  ((J-gaugel 


PI),  dlstdacement 
PP.  peak  .pressure 


lo...  iwing  the  symbols  are  gauge  number.s. 
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Ttble  3,1  —  (Continued) 


Project/Structure 

Oeu«;e  hio. 

Type  of  roea6i\reinent 

Commenta 

30.2/8002 

D2 

Deflection 

Bad  record 

D3 

Deflection 

Good  record 

D4 

Deflection 

Good  record 

D6 

Deflection 

Good  record 

D6 

Deflection 

Good  record 

D7 

Deflection 

Good  record 

DS 

Deflection 

Good  record 

n» 

Deflection 

Good  record 

DIO 

Deflection 

Good  record 

Dll 

Deflection 

Good  record 

D12 

Deflection 

Good  record 

D13 

Deflection 

Oocd  record 

D14 

Deflection 

Good  record 

D15 

Deflection 

iMuj  record 

D18 

Deflection 

Gaufe  failed 

D17 

Deflection 

Gtuife  failed 

D18 

Deflection 

Bad  record 

QD 

Dynamic  preeaure 

Bad  record 

QS 

Dynamic  preaawre 

Good  record 

9QT 

Dynamic  preaaure 

Peak  preaaure  only 

SQS 

Dynamic  {  eaaure 

Peak  preaaure  only 

SPl 

Preeaure 

Good  record 

SP3 

Preeaure 

Peak  preaaure  only 

30.3/8003.01 

SP 

Preeaure 

Good  record 

PP 

Peak  preaaure 

Peak  preaaure  only 

30.3/8C03.02 

SP 

Preeaure 

Bad  record 

PP 

Peak  preaaure 

Peak  preaaure  only 

30.3/800S.03 

SP 

Preaaure 

Good  record 

PP 

Peak  pt'!.eeure 

Peak  preeaure  only 

D1 

Deflection 

Good  record 

L2 

Deflection 

Good  record 

31.4/8000.01 

SPl 

Preaaure 

Good  record 

SP2 

Preaaure 

Good  record 

SPS 

Pr  jaaure 

Good  record 

PP 

Peak  preaaure 

Good  record 

PDl 

Deflection 

Structure  failed 

PD2 

Deflection 

Good  record 

PD3 

Deflection 

Good  record 

PD4 

Deflect  ion 

Good  record 

PD3 

Deflection 

Good  record 

01 

Deflection 

Good  record 

31.4/8004.03 

SPl 

Preaaure 

Peak  preaaure  only 

SP2 

Preaaure 

Peak  preeaure  only 

3P3 

Preaaure 

Good  rerord 

POl 

Deflect  ioii 

Good  record 

PD2 

Deflection 

Good  record 

PD3 

Deflect  ion 

Good  record 

PD4 

Deflection 

O-jod  record 

PD5 

Deflection 

Good  record 

ai.s./iooT.o: 

01 

Deflec  t  Ion 

Uftufe  failed 

SPl 

Preaaure 

Peak  preeaure  only 

SP3 

Preaaure 

143  re'*ore 

TAhte  3.1  —  (Contlmaed) 


Projeot/Stnictura 

Oauge  No. 

Type  of  meuniroment 

Cotnmento 

31.S/8007.02 

D1 

Oeflectton 

Good  recoptl 

SPl 

Preeeure 

PeeV  preeeure  only 

SP2 

Preeanre 

Good  record 

31.5/8007.03 

D1 

Deflection 

Good  record 

SPl 

Preeeure 

Peek  preeeure  only 

8P2 

Preeeure 

Peek  preeeure  only 

31.6/8007.04 

01 

Deflection 

Good  reconi 

SPl 

Preeeure 

Peek  preeeure  only 

SP3 

Preeeure 

Peek  preeeure  only 

31.5/8007.06 

01 

Deflection 

Good  record 

SPl 

Preeeure 

Good  record 

SP2 

Preeeure 

Peek  preeeure  only 

31.5/8007.08 

01 

Deflect  tun 

Good  record 

SPl 

Preeeure 

Good  record 

8P3 

Preeeure 

Good  record 

31.5/8007.07 

01 

Deflection 

Good  record 

02 

Deflection 

Good  recon> 

03 

Deflection 

Good  record 

SPl 

Preeeure 

Peek  preeeure  only 

SP2 

Peek  preeeure  only 

SP3 

PrseeUi^ 

Peek  preeeure  only 

8P4 

Pi-veeure 

Good  record 

aP6 

Preeeure 

Good  record 

8P8 

Preeeure 

Good  record 

SP7 

Preeeure 

Good  record 

31.5/8007.08 

01 

Oefl^toii 

Good  record 

02 

Deflection 

Good  record 

SPl 

Preeeure 

Peek  preeeure  only 

3P2 

Preeeure 

Good  record 

SP3 

Preeeure 

Good  record 

SP4 

Preeeure 

Peek  preeeure  only 

SP6 

Preeeure 

Good  record 

1' 


Chapter  4 

CONCLUSIONS  AND  RECOMMENDATIONS 


4.1  GAUGE  IMPROVEMENTS 

As  is  generally  the  case  during  the  course  of  a  project  of  this  type,  several  methods  sug¬ 
gest  themselves  to  ease  the  workload  for  completion  of  the  instrumentation  requirements  and 
to  Improve  the  caliber  of  records  obtained.  The  calibration  of  displacement  gauges  that  were 
to  measure  displacement  of  a  minute  fraction  of  an  inch  was  critical.  Much  time  was  spent  in 
calibrating  these  gauges  to  ensure  that  the  calibration  was  valid.  A  modification  of  tiie  cali¬ 
bration  apparatus  is  being  considered. 

The  difficulties  encountered  with  initiation  have  been  diagnosed,  and  several  new  eaqperi- 
mental  circuits  have  been  developed. 

4.2  RECORDER  IMPROVEMENTS 

The  Webster -Chicago  recording  equipment  proved  satisfactory  during  shot  Priscilla. 
However,  this  system  has  been  in  use  since  Operation  Greenhouse.  It  has  been  rebuilt  and 
modified  several  times.  Owing  to  this  extended  service  and  repeated  rough  handling  in  ship¬ 
ment,  it  is  felt  that  the  system  s  lapidly  deteriorating,  as  well  as  becoming  obsolete. 

It  is  recommended  that  the  recording  system  either  be  replaced  with  a  more-modern  and 
more-compact  system  or  that  a  new  system  be  built  along  the  present  lines  of  the  Webster- 
Ci.icago  system,  incorporating  the  latest  electrical  cornoonents  available. 

4.3  SCHEDULE  IMPROVEMENTS 

As  has  often  occurred  eburing  past  test  operations,  usually  owing  to  the  very  short,  tight 
construction  time  schedule,  the  structures  were  not  actually  complete  at  the  time  scheduled 
for  instrumentation  to  begin.  Therefore  considerable  time  and  motion  of  the  BRL  instrumen¬ 
tation  personnel  were  lost  because  of  the  unavoidable  interference  of  construction  personnel 
concur r,.'ntly  working  in  the  test  area.  It  is  strongly  recommended  that  the  time-period  sched¬ 
ule  specified  prior  to  a’l  operation  for  instrumentation  calibration  and  installation  be  adhered 
to  in  order  to  allo'.v  adequate  time  for  completion  and  readiness. 


be 


Apptndix  A 

MEMORANDUM  OF  UNDERSTANDING  REGARDING 
INSTRUMENTATION  OF  STRUaURES 


1 .  In  view  of  tbe  plan  for  Operation  Plumbbob  whereby; 

t.  Tbe  Bellistlc  Research  Laboratories  (BRU  will  be  responsible  for  supplying  elec¬ 
tronic  instrumentation  for  several  Program  3  structures  projects  in  tbe  Department  of  De¬ 
fense  (DOD)  Weapons  Effects  Program,  Operation  Plumbbob.  Specifically,  these  are  Projects 
3.1,  3.2,  3.3,  and  3.6.  and  will  Involve  approximately  a  total  of  100  electronic  channels. 

b.  In  addition  to  the  instrumentation  indicated  in  the  preceding  paragraph,  in  con¬ 
formance  With  previous  mutual  fx-raement  between  Headquarters,  Armed  Forces  Special 
Weapons  Project  (AFSWP)  am*  .  Federal  Civil  Defense  Administration  (FCDA),  Civil  Ef¬ 
fects  Teat  Group  (CE  ’'Gi,  it  L-v  ,::tready  been  determined  that  BRL  also  will  be  responsible 
for  supporting  the  FCDA  (CEl'G)  projects  on  Frenchman  Fiat,  Operation  Plumbbob,  with  up 
to  66  electronic  channels  oi  Instrumentation. 

c.  The  physical  layout  of  the  AFSWP  Program  3  structures  projects  and  the  FCDA 
projects  will  place  them  in  relatively  close  proximity.  Tbe  capability  limitations  of  the  total 
number  of  channels  of  BRL  recording  equipment  is  to  be  such  that  for  BRL  to  properly  ac¬ 
complish  this  major  instrumentation  effort  it  will  be  necessary  lor  BRL  to  utilise  various 
chan’tela  of  a  single  recording  installation  m  the  several  instrumentation  shelters,  for  more 
than  one,  i.e.,  several,  different  projects.  Such  joint  utilisation  should  also  provide  the  struc¬ 
tures  mstruraentatlon  requirements  at  maximum  over-ail  economy  of  manpower,  material, 
and  money. 

d.  Because  of  tbe  close  mterrelationship  of  the  instrumentation  of  the  structures  as 
described  above,  the  scope  of  this  effort,  and  the  inherent  problems  of  adrnmistration  and 
financial  accountability  (or  the  various  portions  of  this  effort,  it  is  deemed  very  desirable  to 
establish  a  separate  AFSWP  project,  and  a  similar,  affiliated,  separate  FCDA  (CETG)  proj¬ 
ect,  to  facilitate  accompllahment  of  the  structures  Instrumentation 

2.  Accordingly,  the  organizations  concerned:  FC,  AFSWP;  FCDA;  CETG;  and  BRL,  do 
hereby  agree,  (or  the  mutual  benefit  of  all  in  thia  effort  for  Operation  Plumbbob,  that; 

a.  There  is  hereby  eatabiiahed,  for  the  reaaona  indicated  above,  tbe  following  AFSWP 
project: 


Project  No:  3.7 

Agency:  BRL/AFSWP 

Shot  parttclpstlon:  OOD  shot  c«iy 


Title:  Sructures  InstnimenUtion 

Project  Oittcer:  J.  J.  Mesiaros 
Explosion  Kinetics  Branch 
Terminal  Bsllittlc  Laboratory 
Aberdeen  Proving  Ground.  Maryland 
Phone;  Aberdeen  1000 
Ext.  42222 


Objective:  To  procure  and  operate  suitable  instrumentation  to  obtam  the  data  required 
by  Projecla  ,1.1.  3.2,  J.3.  and  3.« 
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Deacrlptlon  and  Experimental  Procedture:  It  will  be  the  responsibility  of  each  of  the 
Project  Officers,  Projects  3.1,  3,2,  3.3.  and  3.6,  to  work  close'y  with  and  assure  themselves 
that  BRL  is  adequatel>  meeting  all  of  the  instrumentation  •'equtrements  of  their  individual 
projects.  Responslbil.Uies  of  BRL  include  obtaining  the  Inatnimeiitation  reqviirements  from 
each  of  the  Individual  projects  and,  as  appropriate,  consolidating  these  requirements  for  the 
purpose  of  procuring  and  operating  suitable  lustrumentatlon  tu  obtain  the  data  required  by  the 
indivldua*  projects. 

b.  There  Is  hereby  established,  for  the  reasons  indicated  above,  the  following  FCDA 
(CETQ)  project: 

Prolect  Ho:  30.5  Title:  belters  and  Structurvis 

Instrumentation 

Pr{;lect  Oiflcer:  J.  J,  Msstaros 
Explcsion  Kinetics  Branch 
Terminal  Ballistic  Laboratory 
Aberdeen  Proving  Ground,  Maiyland 
Phone:  Aberdeen  1000 
Ext:  42222 

Objective:  To  procure  and  operate  suitable  instrumentation  to  obtain  the  data  required 
by  FCDA  shelters  and  structures  projects. 

Description  and  Experimental  Procedure:  It  will  be  the  responsibility  of  the  Program 
Director,  FCDA  (CET(B  Shelter  Program,  to  work  closely  with  and  assure  that  BRL  is  adc 
qustely  meeting  all  of  the  instrumentation  requirementa  of  the  FCDA  individual  projects. 
Responsibilities  of  BRL  include  obtaining  the  instrumentation  requlrentents  for  each  of  the 
Individual  projects  and,  aa  appropriate,  consolidating  these  requirements  for  the  purpose  of 
procuring  and  (grating  suitable  instrumentation  to  obtain  the  data  required  for  the  individual 
projects. 

c.  Tbe  close  relationship  of  the  two  foregoing  structures  instrumentation  projects  is 
indicated  by  the  following  procedures  hereby  agreed  to: 

Monthly  Status  Reports  and  Construction  Requirements 

BRL  will  prepare  and  submit  in  the  usual  manner  to  WET.  FC,  AFSWP,  the  normal 
Monthly  Status  Reports  and  Construction  Requirements  for  the  consolidated  requirements  of 
Project  3.7,  Including  proposed  project  personnel,  materiel,  equipment,  support  required, 
construction  required,  etc.  Thess  consolidated  requirements  will,  of  necessity.  Include  those 
requirements  necessary  to  accompl'ab  the  Instrumentation  of  each  of  the  AFSWP  Projects, 
3.1.  3.2.  3.3.  and  3.6,  and  also  for  those  FCDA  (CETG)  structures  projects  on  Frenchman 
Flat. 

This  will  actually  mean  that  tbe  total  BRL  consolidated  requirements  for  the  structures 
liutrumentatlon  of  AFSWP  Project  3.7  and  FCDA  (CETG)  Projevt  30.5  will  be  handled  by.  and 
appropriate  action  taken  through,  WET,  FC,  AFSWP  channels,  l.e..  fo"  the  following  requlre- 
naents  nonnslly  covered  by  the  Monthly  Status  and  the  (Construction  Requlrrmeiii...  ;:teports; 

(1)  Instrumentation  Experimental  Plan;  (,'i.l  Timing  Signal  Requirements;  (3)  Commr.iications 
Hequiremenu;  (4)  Radiation  Monitors;  (5)  Photographic  RequlremetUs;  (6)  Office  fquipment 
Requirrments;  (7)  Vehicle  Requirementn  (for  special  conelderation  of  this  Item,  see  below. 
Financial  and  Budgetary  (Conalderatlonfi);  (8)  Equipment  Purchased  (control  of.  and  title  to. 
all  equipment  will  remain  with  the  AFSWP  Equipment  Pool,  since  loe  equipment  to  be  pur¬ 
chased  Is  to  be  s  relatively  small  component  part  of  and  should  be  considered  a  modification 
to  already  existing  AFSWP  equipment);  (8)  Construction  Requirements  and  Cha.ngea;  (10) 
Project  Personnel  and  Clearance  Data. 

BRL  wtii  also  furnish  copiea  of  these  reports  to  Projects  3.1,  3.2,  3.3.  and  3  6.  and  alao 
FCDA  (CETG).  to  keep  them  advised. 

Financial  and  Budgetary  Cons  ids  rat  Ions: 

introduction.  Based  upon  the  above  consolldsted  requirements.  BRL  will  prepare  a  total 
conaolkUted  budget  for  AFSWP  Project  3.7  nnd  FCDA  (CETOi  Project  30.5.  The  total  con¬ 
solidated  budget  will  then  be  prorated  between  the  varioue  projects  appruximntelv  on  the 
basts  of  the  number  of  channele  util  lied  by  each  project.  By  mutual  agreement  between  WET. 


Awicv:  BRL/FCDA 

Shot  participation:  DOD  shot  only 


FC,  AFSWP  and  FCDA  (CETQ),  baaed  «»n  the  approximate  total  number  of  instrumeatation 
chaiu.^lB  to  U)  uaed  by  each,  60  per  cent  of  the  tout  budget  will  be  '-hargeable  to  AFSWP 
Project  C.'  and  40  per  cent  wUl  be  chargeable  to  FCDA  (CETO)  Project  30.S. 

Of  the  60  per  cent  of  the  total  budget  chargeable  to  AFSWP  Project  3.7,  baaed  on  the  ap¬ 
proximate  total  number  of  biatrumentatlon  channeia  to  be  need  by  each,  the  projeeta  Involved 
will  be  chargeable  aa  foUowa: 

Project  3.1  30  per  cent 

Project  3.2  5  per  cent 

Project  3.3  3  per  cent 

Project  3.6  60  per  cent 

Timing  Stgnala.  The  coat  of  the  timing  algnal  requirementj  la  an  Item  not  normally 
budgeted  for  b.'  each  apeclfic  v^roject,  but  la  budgeted  for  a  lump  aum  total  enpport  coat  for 
timing  Blgnala  fumiabed  all  A.>.'*8WP  projecu  by  the  AEC  aubcontraotor  concerned,  EOM. 
However,  alnce  the  timing  aigr  la  requlrementa  repreaent  a  aiaealde  Item  of  coat,  It  la 
agreed  that  AFSWP  (In  b^alf  of  Project  3.7)  will  aaaoma  60  per  cent  of  the  total  eatlmatecl 
coat  oi  all  timing  aignal  requlxwmenta  for  BRL  atructurea  inatrunientatlona  to  be  furnlahetl 
by  EQMl,  and  that  FCDA  (CETO)  will  aaaume  40  per  cent. 

Vehlelea.  In  recognition  of:  (1)  ,he  difficulties  Inherent  In,  and  the  normal  luck  of  ape- 
clflc  project  budgeting  for,  project-uaed  vehicles  and  therefore  the  difficulty  In  prorating 
vehicle  coats,  and  (2)  the  general  supplementary  administrative  support  to  be  fumiabed  by 
WET,  FC,  AFSWP,  to  the  FCDA  (CETO)  portion  of  the  BRI.  structures  Instrumentation  effort 
(such  aa  processing  the  combined  personnel,  equipment,  (rfflce  requirements,  and  material 
requirements),  it  is  further  agreed,  supplementing  the  foregoing  Financial  and  Budgetary 
Prorating,  that  FCDA  (CETO)  will  furnish  the  total  number  of  vriilclea  required  for  this  ef¬ 
fort  by  BRL  (probably  about  eight:  (three-carryalls;  five  Vi-ton  pickup  trucks) ,  from  the 
AEC,  NTS  Motor  Pool.  Fuel  and  service  requlrementa,  routine  maintenance,  tncludlT.g  finan¬ 
cial  responsibility  for  same,  and  control  of  these  vehicles,  will  be  the  responsibility  of  the 
AEC,  NTS  Motor  Pool  In  accordance  with  arrangements  between  AEC  and  FCDA  (CETO). 

General.  All  of  the  above  percentage  allocation  figures  will  be  used  throughout  the 
Operation  Plumbboh,  unless  it  becomes  obvlou/i  that  due  to  major  changes  in  the  current 
plans  of  the  number  of  instrumentation  channels  required,  a  revised  set  of  percentage  allo¬ 
cations  should  b-3  adopte'i. 

Copies  of  the  consolidated  budget,  including  the  prorated  shares  for  the  participating 
projects,  as  prepared  by  BRL  and  forwarded  to  WET,  FC,  AFSWP,  will  alao  be  fumiabed  to 
the  participating  Projects  3.1,  3.2,  3.3,  and  3.6,  and  alao  to  FCDA  (CETO). 

Field  Work  Order  Requesta:  For  all  field  work  order  requeata  written  by  BRL  to  ac- 
compliab  items,  such  as  all  trenching,  for  Project  3.7/30.5,  LVBO,  AEC,  will  be  requested 
to  total  monthly  all  such  work  orders  charged  against  Project  3.7/30.6  and  to  prora'e  these 
costs  on  the  basis  of  60  per  cent  for  Project  3.7  and  40  per  cent  for  Project  30  5,  These 
work  orders  will  Include  all  those  for  all  BRL  structures  instrumentation  work.  The  60 
per  cent  for  Project  3,7  will  be  redistributed  to  the  participating  AFSWP  projects  at  the 
close  of  the  Operation  by  WET,  FC.  AFSWP,  on  the  same  percents^  basis  indicated  under 
the  financial  and  budgetary  considerations  paragraph  above. 

The  submission  of  all  such  field  work  orders  ty  BRL  will  be  through  the  Retpilrements 
Branch,  WET,  FC,  AFSWP,  organisation  channeia,  for  Implementation.  Appropriate  copies 
of  such  field  work  orders  will  also  be  furnished  to  FCDA  (CETO). 

Funding:  Slubject  to  the  shove.  BRL  will  receive  (vnds  from  FC,  AFSWP.  ss  appropriate 
chargeable  to  Projects  3.1,  3.2,  3.3.  and  3-6  for  theli  respective  prorated  percentage  of  60 
per  cent  of  the  total  combined  budget  for  Project  3.7  structures  instrumentation. 

BRL  will  receive  funds  fb'-ect  from  FCDA.  ss  appropriate,  for  the  40  per  emt  of  total 
combined  budget  for  FCOA  (CETO)  Project  30.5  siniciures  Instrumentation. 

Deld  Work  Order  Requests  for  structures  instnimentation  projects  eilt  be  ciuirgoable 
on  s  prorsted  basts.  AFSWV  Project  3.7.  60  per  cent  and  fCDA  (CETQ)  Project  30.0,  40 
per  cent,  directly  against  FC.  .\fSWP  and  FCDA  funds,  respectively. 

Summary  b  is  believed  the  above  arrangements,  as  agreed  lo  by  the  approp.  late  rep¬ 
resentatives  of  FC;  AFSWP;  FCDA,  CETO.  and  BRL  at  a  conference  at  the  office  of  U8AEC. 
Las  Vegas  Branch  tTffice,  La*  Vegas.  Nevada,  on  17-18  ‘Jetober  1966,  will  enable  this  struc¬ 
tures  instrumentation  effort  for  Operation  Plumbbob  to  be  accompitahsd  In  the  most  expedl- 
ttous.  administratively  equitable  baaie.  to  the  aatlafaction  of  all  Interested  parties. 


3.  The  Mcior  repreMnUtivea  preaent  from  each  of  the  organlzat  Iona  concerned,  who 
were  at  the  conference  at  which  the  above  memorandum  of  underatanding  waa  drawn  up  and 
Qfreed  vipon,  were: 


H.  D.  Pickett 
Captain.  USN 

Aaat.  Deputy  Chief  of  Staff.  ^'ET, 
FC.  AFSWP 

J.  J.  Meaaaroa 

Chief,  Exploalon  Kinetics  Branch 
Ballistic  Besear^  Laboratories 


E.  R.  Saunders 

Coordinating  Director  of  Technical 
TesU,  FCDA 

R.  L.  Corsbie 
Director, 

CETO 


To  facilitate  earliest  action  on  this  major  BRL  Instrumentation  effort  for  Operation 
Plumbbob,  it  was  agreed  that  for  prac^tlcal  purposes  the  agencies  concerned,  especially 
BRL,  would  proceed  at  once  on  the  premise  that  this  memorandum  of  understanding  was  ac¬ 
ceptable  to  the  parent  organiaatlona  of  all  concerned. 

4.  Accordingly,  the  above  memorandum  of  understanding,  as  drawn  up  and  now  prepared 
In  finished  form,  Is  furnished  for  the  confirming  validation  or  signature  by  the  appropriate 
repreaentatlve  of  each  parent  organization  concezTied: 

s/UARRY  D.  PICKETT  s/WlLLL4M  S.  HEFFELFLNGER 

t/Captaln,  USN  i  Asslatant  Administrator 

Asat.  Caputy  Chief  of  Staff  General  Administration 

Weapons  Effects  Tests  (FCDA  Representative) 

(FC,  AFSWP  RepreeenUllve) 

a, 'CHARLES  L.  REGISTER  s/ROBERT  L.  CORSBIE 

t/Colonol,  Ord  Corps  t/Dlrcctor,  Civil  Effects  Test  Group 

Director,  Ballistic  Nevada  Test  Organization 

Research  Laboratories  (CETG  Representative) 

(BRL  Repreaentatlve) 


Appendix  B 
RECORDS 


Appendix  B  presents  pbotographs  of  »  representative  group  of  electronic  channel  original 
records  and  linearized  plots  of  these  records  (Figs.  B.l  to  B.14).  Also  pres^'nted  are  linear¬ 
ized  plots  of  all  self-recording  pressure -time  gauges  determined  as  useable  in  Table  S.l.  With 
each  group  of  plots  there  is  a  sketch  identifying  the  plots  with  their  station  locations. 
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